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Summary 
 
This research project has developed a high power RF Measurement system in the Centre 
for High Frequency Engineering, Cardiff University. There are two main contributions 
of this thesis. The first contribution is the implementation of step attenuators in the RF 
high power measurement system, incorporated with the approach of using the S-
parameter model for correction measured waveform in measurement software 
processing. The step attenuator is situated between the broadband directional couplers 
(which obtains the incident and reflected signal from the DUT) and signal receivers 
(such as a sampling oscilloscope or MTA). The aim of this implementation is to extend 
the dynamic range of the measurement system and to develop a technique for reducing 
the recalibration process while the measurement system needs more attenuation in the 
signal condition part of the measurement system. These benefits allow the quick and 
convenient characterisation of the DUT under large signal excited environment. The 
second contribution is the further development of the Harmonic Bypass Structure 
(HBS), which is used instead of the step attenuator. The advantage of a HBS is that it 
can overcome the harmonic distortion drawback of the step attenuator approach. This 
drawback is caused by choosing improper high attenuation which is unsuitable for the 
measured signal condition. There is, therefore, a trade-off between the fundamental and 
harmonic frequencies. The advantage of an HBS is that it is capable of selecting the 
frequency band to attenuate while other frequencies can pass through to the receiver. In 
the meantime, the S-parameter model and modified measurement software are well 
suited similar to the step attenuator approach.  
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Chapter 1: Introduction 
 
1.1 Introduction 
 
There are two categories of microwave and Radio Frequency (RF) measurement, the 
first is signal measurement and the second is network measurement. Signal 
measurement obtains the characteristic of waves and waveforms (e.g. frequency and 
phase). Network measurement obtains the relative terminal and signal transfer 
characteristics of devices and systems (e.g. impedance, gain power, and reflection 
coefficient). Some microwave and RF applications use both signal and network 
measurement, which overlap each other.  
 
Microwave and RF measurement can be categorised into linear and nonlinear 
measurement. These categories suggest the importance of the behaviour of devices or a 
circuit system. For example, in the characterisation of a PA the nonlinear behaviour of a 
PA has been obtained from the output power at 1dB Gain compression, the Third Order 
Intercept Point, and Inter-Modulation Distortion (IMD).  
 
Over the years, a large number of microwave and RF measurement instruments have 
been developed and built, including power sensors for power measurements, waveguide 
bridges for impedance measurement, and microwave cavities for wavelength 
measurements. For example, the introduction of the principle of super-heterodyne 
conversion revolutionised microwave and RF measurement during the early part of the 
twentieth century. The principle of super-heterodyne conversion is that it converts each 
microwave signal frequency component to an Intermediate Frequency (IF), from where 
the signal can be more easily detected. Meanwhile, Vector Network Analysers (VNA) 
were developed for practical use in the 1960s. A VNA uses the principle of super-
heterodyne conversion in combination with the use of S-parameters. A VNA has a 
number of benefits for the characterisation of linear devices and systems. More recent 
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active research into microwave and RF measurement techniques has led to the 
development of the next generation of instruments for nonlinear measurement, 
including the Large-Signal Network Analyser (LSNA); however, the architecture and 
measurement techniques used in an LSNA are still being actively developed. This 
research project aims to extend the ability and efficiency of the instruments used for 
measuring the nonlinear devices and systems in a real excitation environment.  
 
 
1.2 Research Aims 
 
Time-domain load-pull measurement systems have been shown to provide access to the 
voltage and current waveforms present at the input and output terminals of a device, 
which represents an extremely powerful tool in modern PA design [1]. For example, 
these tools allow the observation of key device characteristics, such as: the knee-walk-
out phenomena that is associated with GaN devices; device memory investigations; 
dynamic load-line and transfer characteristic behaviour; model creation and verification; 
and, the ability to actively synthesise complex harmonic impedance environments. 
However, a number of dynamic-range problems present themselves when these systems 
are used in high-power applications. Firstly, high-power measurements involve the 
modification of the ‘conventional’ low-power microwave test-set in order to 
accommodate significant forward and reverse power levels. Meanwhile, the broadband 
nature of the measurement system, coupled with the difficulty and expense in achieving 
significant very broad-band power amplifiers, forces the calibration to be conducted at 
much lower power levels. 
 
One solution to this dynamic range problem is to use highly repeatable programmable 
step attenuators within the calibrated path. This approach, if properly implemented, 
overcomes most of the difficulties presented by large signal calibration and can be used 
to generally increase the measurement dynamic range. It also introduces additional 
flexibility into microwave measurement at high power levels, which is especially useful 
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(for example) when measuring very high gain devices where a significant power 
difference can exist between the input and output of a device. 
 
A number of measurement systems have been developed at Cardiff University over 
recent years that are all based upon a common theme of waveform measurement and 
engineering through active harmonic load-pull [1]. The most recent of these systems 
include modulated envelope and IF load-pull systems, and a high-power harmonic load-
pull system employing broad-band impedance transformers that is capable of operating 
at fundamental power levels in excess of 100W over a bandwidth of 1 GHz to 12.5 
GHz. This system has been demonstrated through the extensive characterisation of 
various 100W LDMOS devices, enabling measurement and characterisation under 
optimum harmonic load conditions [2].  
 
The increasing need to actively load-pull and measure very high power, high gain 
devices presents new and challenging demands for load-pull measurement systems. One 
example is the need to achieve and manipulate the necessary dynamic range for accurate 
high and low-power measurement without affecting overall measurement accuracy. 
 
It is usually the case, and indeed a necessity, that the microwave test-set architecture 
once calibrated remains physically unchanged for the measurement phase. The obvious 
and current approach of using fixed, broad-band attenuators effectively fixes the 
measurement dynamic range. This results in a problem where the system is unable to 
measure small signals when large attenuation values are used. Similarly, the calibrated 
system cannot measure large signals when using small attenuation values. 
 
Another related problem surrounds the final stage, or what will be termed here, the 
‘large-signal’ calibration of these systems, which involves attaching one of the small-
signal calibrated measurement ports directly to a calibrated power meter. This ‘absolute’ 
power calibration step involves using a ‘thru’ connection as the DUT and then driving 
the system with sufficient power in order to obtain a measurable relationship between 
coupled and thru signal levels from the attenuated directional couplers and the 
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calibrated port. However, for high-power measurements, this can easily result in the 
coupled power being up to 60 dB smaller than the thru power; hence, there is a 
significant risk of overdriving the calibrated receiver being used as the power meter. 
The proposed solution involves the introduction of highly characterised, highly 
repeatable, high-quality step attenuators inserted within the calibration path. These 
attenuators are situated between the directional couplers and the calibrated receiver, 
with the measured attenuator S-parameter data used to correct measured voltage 
travelling waves in advance of software processing within the measurement system 
itself. However, a drawback occurs when step attenuators are used in high attenuation 
because the harmonic contents are significant distorted. The proposed solution involves 
the use of a Harmonic Bypass Structure (HBS), which is inserted instead of step 
attenuator within the calibration path. This structure overcomes the distortion of the 
harmonic content that is caused by step attenuators. An HBS improves the previous 
proposed solution. 
 
 
1.3 Thesis Structure 
 
This section will describe the thesis structure. There are eight chapters, including this 
introduction chapter that has described the purposes of this research and outlined the 
structure of this thesis.  
 
The second chapter will give an overview of the high power RF measurement system. 
 
The third chapter describes the modification of the measurement software for high 
power RF measurement system, which was implemented in Cardiff University. This 
chapter opens by describing the concept of the modification of measurement system, it 
then gives an overview of the research work. The S-parameter model is an important 
part of this high power RF measurement system. The formulation of the S-parameter 
model was devised. It was found that there are two models, namely: the full S-
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parameter model and the simple S-parameter model. The full S-parameter model 
includes the influence of the varied impedance environments surrounding the step 
attenuator while the simple S-parameter model assumes that impedance is constant 
throughout the operational range. Therefore, in this demonstration the simple S-
parameter model is formed on S21 alone. This chapter then describes how the S-
parameter data is prepared and it discusses the reflection coefficient procedure. This 
procedure generates an accurate and suitable format of S-parameter data. The next 
section describes the implementation of the S-parameter model into the measurement 
software, which allows the measurement software to correct the travelling wave a0, b0, 
a3, and b3. The operation of the modified measurement software will be briefly 
explained. Finally, the verification of the simple S-parameter in a practical measurement 
system will be discussed. This verification has proved the acceptable accuracy of the 
measurement system. 
 
The fourth chapter describes the demonstration of the extended dynamic range of the 
measurement system using step attenuators. It starts with the characterisation of the step 
attenuator, with the aim of collecting the step attenuator’s S-parameter data and 
analysing its repeatability. After the implementation of the step attenuator into the 
measurement system, the demonstration was set to prove the extended dynamic range 
by using the step attenuator approach. A CW power sweep was performed in a thru 
7mm standard and a GaN 50 W transistor device with the aim of investigating the power 
output comparison in respect to varied step attenuator states.  
 
The S-parameter characterisation of the HBS is described in the fifth chapter; this will 
include the conceptual design, an explanation of how to build an HBS, and the 
simulation of an HBS which will observe its behaviour and its S-parameters. It is 
important to know the S-parameter of the HBS so that the S-parameter model can be 
implemented into the high power RF measurement system. However, during this 
process some limitations were found, which are described in this fifth chapter. This 
chapter will also describe the HBS S-parameter simulation model, which can be used if 
this structure has to provide the measurement system above its limitation. 
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The sixth chapter describes the demonstration of the extended dynamic range in RF 
measurement system by using the HBS, which has been implemented instead of a step 
attenuator. The HBS has been found to provide the extension the dynamic range in the 
measurement system while overcoming the harmonic distortion issue. Similarly, the S-
parameter model was used to compensate the measured signal in the HBS approach. 
This chapter discusses several aspects of the measurement configuration, including the 
software configuration, the calibration method TRM- short (Thru, Reflect-short, Match) 
and the measurement procedure.  
 
The seventh chapter describes the improvement provided an HBS, which is its ability to 
pass through the harmonic content without distortion while extending the dynamic 
range. The demonstration implemented the HBS in an RF measurement system at the 
input measurement plane. A GaN transistor device was placed as a DUT on the 
measurement system to incorporate the 2nd harmonic frequency source at the input side. 
The demonstration has shown that the source harmonic can move around the Smith 
chart by comparing between HBS at the 0 dB and 10 dB states. The demonstration has 
shown good results.   
 
Finally, the eighth chapter concludes this thesis and makes a number of suggestions for 
further research, including the use of a fully automated independent step attenuator 
control switch, a new improved HBS, and an implementation of the HBS approach in a 
multi-tone measurement system.   
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Chapter 2 - RF Measurement Systems: An Overview 
 
2.1 Introduction 
 
The development of measurement methods and instruments is a challenging aspect of 
the study of Radio Frequency (RF) and microwave engineering. It is well known that 
the traditional methods of measuring the voltage and current of network circuits is not 
practical for RF and microwave circuit networks; for example, the voltage meter is no 
longer able to measure voltage and current due to the high frequencies that are now 
used. Wavelengths at high frequency are smaller than the physical size of lump 
electronic components or devices. Voltage and current magnitudes are changing rapidly 
as electronic components are being developed and, therefore, it is hard for conventional 
electronic measurement equipment to work properly in this new environment.  
 
Historically, extremely active research has been conducted into the use of RF and 
microwaves. A number of new techniques and tools have been introduced that allow 
engineers to characterise, design, and implement new circuit networks for new 
applications in an effective and sophisticated way.  
 
One of the most active areas of RF and microwave is the design and characterisation of 
Power Amplifiers (PAs) for communication applications; for example, designing PAs 
for use in a base-station in a mobile network. The Large Signal Network Analyser 
(LSNA) is an important tool that allows researchers and design engineers to measure, 
model, and simulate PAs more conveniently and with a significantly reduced design 
time. These tools also help process engineers to work with circuit designers and system 
level engineers based on measurement tools and methods. This will increase 
productivity in the design flow [1]. 
 
This chapter will give an overview of the development of RF and microwave 
measurement systems, including the development of major instruments such as the 
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VNA (Vector Network Analyser) and the LSNA. The VNA was developed to measure 
the linear behaviour of DUT while the LSNA was developed to measure the non linear 
behaviour of the DUT.   
 
 
2.2 A Background of the Development of Microwave and RF 
Measurement Systems 
 
The magnitude and phase of the transmission and reflection wave are basic parameters 
that are essential in the development of microwave and RF measurement systems. At 
first, the slotted line, power detector, and phase bridges were key technologies to obtain 
these parameters. Consequently, these instruments allow the engineer and researcher to 
characterise or to model microwave and RF devices.  
 
The introduction of the S-parameter measurement technique in the 1950s and the rapid 
growth of semiconductor technology and devices led to the introduction of the network 
analyser, which can be distinguished into two categories: the first is the Scalar network 
analyser and the second is the Vector Network Analyser (VNA). These instruments have 
been built on either sub-sampling or mixer down-conversion microwave signal into 
Intermediate Frequencies (IF) techniques, where it can detect the magnitude and phase 
of the measured signal. Although the scalar network analyser can provide only the 
magnitude of forward and reflected wave, it does not determine the phase difference 
between forward and reflected waves. Meanwhile, unlike the scalar network analyser, 
the VNA has the ability to determine the phase difference of these measured waves.  
 
A VNA has a number of advantages for the characterisation and modelling of linear 
system devices; however, it is a strictly linear system because the VNA does not provide 
the phase information of the harmonic that is usually generated by non-linear devices or 
systems. The characterisation of a non-linear system needs more information than the 
relative measurement that is given by a VNA; therefore, a new measurement instrument 
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must provide a separate measure of the incident and reflected wave, the absolute 
magnitude, and the phase coherence between the different spectral components of 
measured waves. Consequently, a new instrument that is able to characterise and model 
a nonlinear system was needed.  
 
The next development was to extend the ability of the VAN to measure DUT in 
nonlinear behaviour. This has been actively developed since 1988 to 1990 when Urs 
Lott [2] introduced the method of calibrating harmonic phase reference by using a 
millimetre-wave Schottky diode. New microwave nonlinear measurement systems have 
since been proposed by many groups, such as: Demmler Tasker, and Schlechtweg, who 
developed a Microwave Transition Analyser (MTA); Gunter Kompa and Friedbert van 
Raay, who developed a sampling oscilloscope; and, Agilent-NMDG group and the 
ELEC/VUB department of the Vrije Universiteit Brussel, who developed MTA-
technology and included full control of the frequency down conversion mechanism.  
 
 
2.3 Linear Measurement and Non-linear Measurement 
 
RF measurement can be performed successfully if the user knows the behaviour of the 
DUT. When the DUT is excited by the external signal source, the output can be either a 
linear or non-linear response. Figure 2.1 below shows the basic response of linear and 
nonlinear systems. The linear system interacts with the signal input only by generating 
the same input frequency as the magnitude and phase change at the output. Unlike the 
linear system, the nonlinear system produces the additional frequencies at the output, 
which can be called the harmonics.   
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Figure2.1: Linear and non-linear behaviour. 
 
In an RF measurement system, the small signal S-parameter is the most popular of the 
linear measurement systems and it can be achieved by using a VNA. The use of S-
parameter is well known by many users of RF and microwave measurement while many 
users are still unfamiliar with non-linear measurement. In fact, this kind of measurement 
can be achieved by measured by comparing the magnitude and phase difference 
between measured waveforms. This allows the user to obtain the measured waveform in 
the time or frequency domain. Although the configuration and calibration of an RF non-
linear measurement system is quite complicated, the exploration of a non-linear system 
has gained from this benefit.   
 
 
2.4 Vector Network Analyser (VNA) 
 
A VNA is a core part of the measurement instrumentation that is in modern RF and 
microwave laboratories. The VNA has been developed to measure the ratio of incident 
and reflection signal waveforms. In other words, it is designed to measure the S-
parameter of the DUT. The principle of VNA measurement is to use a sub-sampling or 
mixer down-conversion technique that down-converts the forward and reflected wave 
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from microwave frequency to IF, which is then passed to IF detection and phase lock. 
Finally, these analogue signals are converted into a digital signal, which is then 
displayed on a screen monitor or sent to a computer for processing. In addition, the 
forward or reflected wave is collected from microwave test set by low-loss broadband 
directional couplers.   
 
 
2.4.1 VNA Calibration 
 
Although there is no doubt that imperfections exist in all measurement systems or 
measurement instruments, including the famous VNA RF and microwave measurement 
instrument, VNA calibration removes many of these measurement system errors. These 
systems error in [3] can categorise measurement errors into three types, which are: 
random errors, drift errors, and systematic errors. Random errors change over time and 
they generally come from instrument noise, such as sampler noise or the IF noise floor. 
Random errors cannot be removed from the measurement system but they can be 
minimised; for example, by using a sufficient power source or by narrowing IF 
bandwidth. Meanwhile, drift errors are caused by temperature variation after the 
calibration state. Drift errors can be reduced by doing an addition calibration or by 
keeping the temperature stable. Finally, systematic errors are caused by an imperfectly 
implemented measurement system and they do not vary with the time function. 
Systematic errors can be modelled and be cancelled by the calibration process. 
Systematic errors can be classified by error modelling, such as in a mismatch and 
leakage signals in the test setup, isolation characteristics between the reference and test 
signal parts, and system frequency response. 
 
To generate the error model, calibration standards are used to measure the two ports. 
These calibration techniques were developed for removing these imperfections. 
Systematic errors can be modelled with a signal flow graph, as illustrated below in 
Figure 2.2.   
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Figure 2.2: Block diagram of a network analyser measurement of a two port device and 
a two-port error correction model. 
 
Where EDF=Fwd Directivity   ESF=Fwd Source Match 
ERF= Fwd Reflection Tracking             ELF =Fwd Load Match 
ETF=Fwd Transmission Tracking             EXF =Fwd Isolation  
EDR= Rev Directivity               ESR=Rev Source Match 
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   ERR= Rev Reflection Tracking  ELR =Rev Load Match  
    ETR=Rev Transmission Tracking  EXR =Rev Isolation. 
 
A number of calibration methods have been developed to remove measurement errors;  
for example, Short Open Load Thru (SOLT), Thru Reflection Line (TRL), and Line 
Reflect Match (LRM).A brief description of each of these VNA calibration methods is 
[4] given in the table below: 
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Table 2.1: VNA calibration methods. 
 
 
Description of the most widely adopted calibration techniques for VNAs 
Calibration Type SOLT TRL LRM 
Required 
standards  
available 
environment 
 Description 
Short open load 
thru 
Waveguide coaxial 
on wafer. 
Most widely 
adopted for two-
port VNA. 
Standards available 
in every 
environment. 
Thru reflection line 
Coaxial on-wafer. 
Does not require a 
complete set of fully 
known calibration 
standard. 
Only the knowledge 
of the line reference 
impedance is 
needed. 
Line reflect match. 
Coaxial on-wafer. 
Mainly for on-
wafer 
measurements 
where the probe 
movement is 
difficult. 
Fully known one-
port matched load 
instead of the line 
of the TRL 
algorithm. 
Major Constraints Perfect knowledge 
of all standards 
needed. 
Measurements 
during calibration. 
Requires a direct 
port connection. 
Working bandwidth 
limited below the 
resonant frequency 
of the line where it is 
undistinguishable 
from the thru 
connection. 
Multiline methods 
can overcome this 
problem [5] 
Quality of the 
match standard is 
extremely 
important. 
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 2.5 Large Signal Network Analyser (LSNA) 
 
When it was first developed the Large Signal Network Analyser (LSNA) was known by 
six different names, they were: Nonlinear Network Analyser (NLNA) , Nonlinear 
Vectorial Network Analyser (NVNA), Vectorial Nonlinear Network Analyser 
(VNLNA), Nonlinear Network Analyser System (NNAS), Nonlinear Network 
Measurement System (NNMS) and Large-Signal Network Analyser (LSNA) [6]. 
However, the two most common names are LSNA and NVNA [4]. The main distinction 
between NVNA and LSNA are the method of down-converting the RF signal to an IF 
spectrum. While the LSNA uses a sampling down-conversion technique, the NVNA is 
based on the heterodyne principle, which uses mixers for the down-conversion process. 
In this thesis, the LSNA is used to represent this entire class of instruments. 
 
The LSNA provides an advantage for RF and microwave measurement because it 
enables the measurement of DUT under realistic conditions, such as high power and 
large signal operating conditions. In addition, these measurements allow the user access 
to the instantaneous current and /or voltage waveforms at the terminals of the DUT.   
  
The LSNA is one of several non-linear waveform measurement systems. These systems 
are different in terms of configuration, calibration method, and extra environment (such 
as load pull system capability and high power enable). Kate Remley [7] reviews some 
non-linear waveform measurement architectures, a summary of which is given below in 
Figure 2.3:  
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Figure 2.3: Three architectures for non-linear measurement systems. 
 
Figure 2.3 illustrates the three architectures that are used in non-linear measurement 
systems. The first, [7] (a), was presented by Van den Broeck [8]; this system provides 
the relative phases between the fundamental and harmonics by sampling down-
conversion. The second, (b), was presented by T. Williams [9]; this system provides the 
magnitude and phase information of the waveform at the input and output ports of a 
device by a multi-channel equivalent-time sampling oscilloscope. The last non-linear 
measurement system, (c), was presented by P. Blockley [10]; this system provides the 
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reconstruction of relative phases of the measured signal by using an additional comb 
generator. 
 
 
2.5.1 Hardware Configuration 
 
A typical LSNA configuration consists of modules or components, as shown in Figure 
2.4 below: 
  
Figure 2.4: LSNA architecture from [1]. 
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Although the exact configuration of an LSNA may vary, the basic hardware components 
consist of a test set, a signal condition, an RF/IF converter, data acquisition (A/D), and a 
computer. The test set is the main piece of hardware that connects the DUT to the 
LSNA. The test set provides the necessary hardware components that the DUT uses to 
read the excited environments. It should have bias tees for the DUT, a signal generator, 
and a source- load pull connected to it. In addition, the test set can obtain the separate 
incident and reflected wave from DUT that routes to the signal condition part. The 
signal condition hardware provides the limits of the incident or reflected waves as 
specified by the LSNA. Variable gain attenuators can control the measured wave in 
intervals of dynamic range before it proceeds to the down-conversion from RF signal to 
IF. The down-conversion is usually based on the harmonic sampling principle. 
Harmonic sampling is a process that compresses a wide-band spectrum into a relatively 
small band. By choosing the relation carefully between the sampling rate and the 
spectral tones, a reconstruction of the original spectrum can be successful in case of a 
sparse spectrum with spectral components that are separated by large distances and each 
of them having a small bandwidths[24].  Next, the IF signal is converted to a digital 
signal, which is then it is sent to a computer for software processing and display.     
2.5.2 Mathematical Background   
 
The LSNA measures the waveform of the voltage and current, or incident and reflected 
travelling waves, at the ports of the DUT; this is unlike a traditional VNA which 
measures the two-port S-parameters of the DUT [4]. The LSNA technology is based on 
a unique combination of two mathematical transformations, which are: firstly, the 
transformations between travelling voltage wave formalism and a voltage-current 
representation; and secondly, the transformation between the time domain and the 
frequency domain [11]. 
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2.5.2.1 Physical Quantities: 
 
Voltage/current and travelling voltage waves [1]: 
 
                    ܣ = ௏ା௓௖ூଶ 	 , ܤ =
௏ି௓௖ூ
ଶ	 			↔ 					ܸ = ܣ + ܤ, ܫ =
஺ି஻
௓௖     (1) 
					 
Zc is the characteristic impedance associated with the wave formalism. By convention, 
most of todays instrumentation uses a Zc equal to 50Ω.  
 
2.5.2.2 Representation domain 
 
The LSNA can display the measured signals in the frequency domain, time domain or 
envelope domain.  
 
Time and frequency domain representation of a periodic continuous wave: 
 
ݔ(ݐ) = ܴ݁(∑ ܺ௛݁ିଶగ௛௙௧ு௕ୀ଴ ) 			↔ 						 ܺ௛ = ଶ் ׬ ܺ(ݐ)݁ି௝ଶగ௛௙௧
்
଴ ݀ݐ   (2) 
 
With f=fundamental frequency and h=harmonic index. 
 
Time and frequency domain representation of a periodic signal with a modulation 
frequency fm: 
 
ݔ(ݐ) = ܴ݁൫∑ ∑ ܺ௛௠݁ି௝ଶగ(௛௙೎ା௠௙೘		)௧ାெ௠ୀିெு௛ୀ଴ ൯ 		↔ 	ܺ௛௠  
																													= lim௧→ஶ ଵ் ׬ ݔ(ݐ)݁ି௝ଶగ(௛௙೎	ା௠௙೘	)௧݀ݐ
்
ି்       (3) 
 
With fc= carrier frequency,  h=harmonic index, m=modulation index. 
 
Another way to represent the above signal [4] 
 
ݔ(ݐ) = ܴ݁൛∑ ∑ ܺ௛௠݁ି௝ଶగ(௛௙೎ା௠௙೘		)௧ାெ௠ୀିெு௛ୀ଴ ൟ		  
 
									= Re൛∑ ൣ∑ܺ௛௠݁ି௝ଶగ(௠௙೘		)௧൧݁ି௝ଶగ(௛௙೎)௧ୌ୦ୀ଴ ൟ	                                                   (4) 
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where the term in square brackets is a slowly time-varying complex function 
representing the envelope of the signal. In cases when the baseband terms and the 
higher harmonics can be ignored, we express the signal completely in the envelope 
domain [4]. 
 
					ܺ௛(ݐ) = ∑ ଵܺ௠	݁ି௝ଶగ௠௙೘௧ெ௠ୀିெ             (5) 
 
 
With  fm=modulation frequency,  m=modulation index. 
 
2.5.3 LSNA Calibration 
 
 
Figure 2.5: Error model of LSNA. 
 
The linear error model can be described by the following matrix equation: 
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Where n is the frequency index and the 4x4 matrix is the equivalent of the S-parameters 
of the A and B blocks; K(n) provides the link between frequencies in both magnitude and 
phase[4] These parameters can be fulfilled by a calibration process, which can be done 
in three steps: firstly, an S-parameter calibration (relative calibration); secondly, a power 
calibration (absolute calibration); and finally, a phase calibration (absolute calibration).  
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The S-parameter calibration can be obtained by a standard method and applied to the 
VNA. The following calibration methods were available; Short-Open-Load-Thru 
(SOLT), Thru-Reflect-Load (TRL), or Thru-Reflect-Match (TRM). The S-parameter 
calibration is a relative calibration, which can describe only the ratio the measurement 
waves. Consequently, the absolute of magnitude and phase are required, which are 
given by the power and phase calibration. Power calibration is done by attaching a 
power meter into the measurement system. The measurement systems can then 
determine the absolute power flowing into the DUT. This allows the system to obtain 
the absolute amplitude of the measured wave. The final step is phase calibration, which 
gives the phase relationships between the harmonics present in the measured spectra. 
The phase calibration uses a known stable phase relationship between frequencies. 
When the three calibrations have been completed the error model can be established for 
the LSNA. From [7] , Kate Remley shows an example of the phase calibration on 
LSNA.  
 
Figure 2.6: the measurement of a 1 GHz square wave.  
 
The measurement of a 1 GHz square wave shows: (a) Time domain representation 
comparing LSNA measurement made with and without phase calibration. The corrected 
measurements nearly overlay on this scale. In (b), we see that the spectrum is not 
affected by the lack of a phase calibration, even though (a) clearly shows higher peak 
waveform values [7]. 
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2.5.4 LSNA Applications 
 
The LSNA was a significant development in the non-linear measurement of RF and 
microwave instruments. LSNAs are widely used in RF and microwave research. Table 
2.2 below gives a brief overview of LSNA applications [4]: 
  
Applications 
1. Semiconductor Device 
Development 
This measurement system provides the terminal voltage 
and current of device. These parameters exploit the limit of 
the device’s performance. These limits can be related to 
device breakdown, dispersion caused by trapping, or 
thermal effects.   
2. Semiconductor Device 
Model Extraction and 
Verification 
This LSNA has well-established measurement reference 
planes, which provides accurate measurements that can be 
directly compared to a device, RF simulation. It allows the 
user to do extensive exercises with a variety of RF 
signals/stimuli, these signals include: small- and large-
signal, single-and multi-tone, continuous and pulsed, and 
matched and mismatched operation.  
3. Amplifier Circuit 
Analysis 
This LSNA provides both scalar and phase information. It 
can show the important parameters to analyse the amplifier 
circuit, such as: AM/AM distortion, AM/PM distortion, and 
Vector IM distortion. An LSNA with the addition of a load-
pull system can characterise the amplifier circuit in both a 
nominal 50 Ω environments or in a mismatched 
environment. It also simplifies testing with active injection, 
where an RF signal is applied simultaneously at the input 
and output of the DUT. 
4. Device/Circuit 
Behavioural Modelling: 
A data set can be easily collected to fit or train 
phenomenological or behavioural models due to the wide 
variety of signals available for LSNA measurement (i.e. the 
fitting of a functional form to a circuit’s response to 
realistic signals at realistic operation conditions). The 
model can be created more easily in higher level system 
simulations. 
Table 2.2: A brief overview of LSNA applications. 
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2.6 An Overview of the Cardiff RF Waveform Measurement System 
 
A number of RF measurement systems have been developed in the high frequency 
engineering centre at Cardiff University. The general configuration of the Cardiff RF 
waveform measurement system is illustrated below in Figure 2.7. This measurement 
system was reported by David Williams [12], which was original reported in [13]. The 
Cardiff RF waveform measurement system has been developed around the MTA 
sampling scope, which is capable of measuring a single-tone signal between 0.5 GHz 
and 40 GHz. The two channel MTA is set to operate as a four channel receiver, which 
measures all four incident and reflected waveforms, by using the high frequency coaxial 
switches A and B. Both the incident and reflected signal are captured by the two 
broadband directional couplers that are installed as the input and output of the DUT. 
There are two bias-tees, which are used for providing the required biasing to the DUT.   
 
 
 
Figure 2.7: A block diagram of MTA based large signal measurement. 
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2.6.1 The Setup Present at Cardiff University 
 
The calibration of the measurement system at Cardiff has achieved by three steps, which 
are: S-parameter calibration, power meter calibration, and phase calibration. This 
calibration is completed like a general LSNA. This measurement system is fully 
automated. It has a significant, advanced capability to conduct waveform engineering 
with the extension of source and harmonic load pull. Although this measurement system 
has also modified the configuration for two-tone measurement, it is not able to 
determine the DUT in multi-tone excitations environment. 
 
In another interesting aspect, this measurement system has extended the power handling 
capability for characterisation of a base station PA up to least 30W [14,15]. In order to 
meet this power level, Benedikt [14,16] has developed test-set components for this 
measurement system. A high power bias tee is illustrated in Figure 2.8, which gives 
power levels up to 100 W CW, and DC currents of up to 10A. The bias tee is composed 
of two 90o hybrids connected in a back to back configuration.  
 
 
Figure 2.8:  Bias tee 90o back –to-back operated over a 1-18 GHz at power levels up to 
100 W CW with DC currents up to 10 A [14]. 
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At the same time, an active harmonic load pull for high power use has also been 
developed. Although the measurement has achieved the characterisation of a high power 
PA device, the measure has a disadvantage in that it requires a high power active 
harmonic load pull, which causes increasing differences between the measurement 
system characteristic impedance (50Ω) and the PA device optimum impedance (sub 2Ω) 
[17,18]. Aboush et al. suggest a technique whereby the broadband impedance 
transformers are implemented in the measurement reference ports, as shown in Figure 
2.9. This set-up can claim a remarkable reduction in required active harmonic load pull 
from 688 W down to only 120 W.  
 
 
Figure 2.9:  RF waveform measurement, including the impedance transformer and 
Active load-pull [17].  
 
The other development is the enhancement of the Cardiff measurement system into 
excited modulated signal characterisation environments. The architecture configuration 
that is shown in Figure 2.10 is a subsequent development of this [9,19,20,21,22,23]. The 
measurement system is replaced by an MTA receiver with a four channel sampling 
oscilloscope, which incorporates source pull, load pull, IF source pull, IF load pull, 
active harmonic load pull and active envelope load pull. This can extend the system 
capability for both CW and multi-tone excitations. It can also be used to characterise 
devices in a wide range of applications; for example, in the characterisation of CDMA 
and W-CDMA power amplifiers.   
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Figure 2.10: A block diagram of a sampling oscilloscope based multi-tone large signal 
measurement setup.  
 
 
2.7 Conclusion 
 
This chapter has described some of the basic theories used in RF measurement system. 
It has also reviewed some RF measurement instruments, such as the VNA and LSNA. 
These RF measurement systems enable the user to characterise the DUT in terms of 
both linear and non-linear measurement. The review of Cardiff waveforms measurement 
system has shown that is an advanced RF measurement system that has recently been 
developed. 
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Chapter 3 - Implementing an S-parameter model in High 
Power RF Measurement Software 
 
3.1 Introduction 
 
The proposed solution to the problem of extending a system’s dynamic range through 
the use of a step attenuator required the modification of the software code that was used 
in the advanced software processing application. These modifications enabled the 
measurement system to obtain more accurate S-parameter data by correcting the 
travelling voltage wave. This approach also helps the user to avoid lengthy re-
calibration in order to obtain the extended system dynamic range. 
 
This chapter describes in detail the work involved in modifying the measurement 
software for use in a high power RF measurement system, which was implemented in 
the School of Engineering at Cardiff University. The first section will describe the 
concept of the modification of measurement system and will give an overview of the 
research work. The S-parameter model is an important part of this implementation, and 
so it was vital that the formulation of the S-parameter model was devised first. There are 
two models that are available for use: the full S-parameter model and the simple S-
parameter model. The full S-parameter model assumes a different  impedance between 
the step attenuator and the surrounding impedance environment that is also constant. In 
contrast, the simple S-parameter model assumes that impedance is constant throughout 
the operation range and, therefore, simplifying of the simple S-parameter model is 
formed on S21 alone. The preparation of the S-parameter data and reflection coefficient 
procedure will be discussed in the next section. This procedure is used to generate 
accurate and suitably formatted S-parameter data. Next to be discussed will be the 
implementation of the S-parameter model into the measurement software which allows 
the measurement software to correct the travelling wave a0, b0, a3, and b3 by an S-
parameter model. The operation of the modified measurement software will then be 
briefly explained. Finally, the verification of the simple S-parameter model, which has 
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proved the acceptable accuracy of the measurement in a practical measurement system, 
is going to be discussed. 
 
 
3.2 Overview of High Power RF Waveform Measurement System 
Development 
 
The high power RF waveform measurement system developed in this research has three 
main aspects: hardware configuration, software modification, and the measurement and 
calibration procedure. An outline of the work is shown in Figure 3.1. Firstly, hardware 
configuration tasks employ the insertion of step attenuator or Harmonic Bypass 
Structure (HBS) in to the measurement system. The hardware configuration handles the 
electrical and electronic control work (e.g. wiring the cable and installing the power 
supply for the step attenuators). Secondly, software modification involves the task of 
conducting an S-parameter characterisation of the step attenuator and HBS, preparing 
the S-parameter model for the measurement system, and modifying the measurement 
software code to compensate measurement data. Finally, the measurement and 
calibration procedure task provides a verification of the measurement system by 
verifying its calibration using a thru standard or through nonlinear device 
measurements. Thirdly, and finally, the high power RF waveform measurement system 
needs to be measured and calibrated. Figure 3.2 shows a concept idea for extending 
dynamic range using the step attenuators. The diagram describes the extension of the 
dynamic range while using the step attenuator together with the compensation of the 
step attenuator S-parameter model.  
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 Figure 3.2: A concept for extending dynamic range using the step attenuators. 
Figure 3.1: Overview of the tasks for the development of the high power RF 
measurement system. 
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Figure 3.3: Schematic of proposed measurement system. 
 
Figure 3.3 shows the hardware modification at work. The modified measurement 
system is provided with an extra inserted device: either step attenuators or an HBS. 
These devices play an important role in moving dynamic range of the measurement 
system for the fundamental frequency towards higher power levels by keeping the 
detected signals at the receiver’s input within its specified linear range. The crucial 
specification of the step attenuator and HBS is the attenuation factor. 
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Figure 3.4: A flow chart of the proposed software correction approach. 
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Figure 3.4 shows a flow chart of the new software correction approach. The additional 
module is the S-parameter model of the inserted device, which is placed in calibration 
path. The S-parameter model corrects the measured travelling waves a1, b1, a2, and b2 
when the measurement system is operating outside of the state for which it has been 
calibrate, e.g. when the measurement system is calibrated with the step attenuator state 
to 0 dB. If the measurement system measures the travelling waves with the step 
attenuator set to a value other than 0dB then the S-parameter model is used to correct 
these travelling waves to be detected, i.e. a1, b1, a2, and b2. 
 
 
3.3 S-parameter Model Formation 
 
3.3.1 S-parameter Overview 
 
The concept of S-parameter was introduced by Korokawa [1]. It was derived from the 
incident and reflected power wave ai and bi, which are defined by:  
                     ܽ௜ = ௏೔௜ା௓೔ூ೔ଶ ඥ|ோ௘(௓೔)|మ                                        ܾ௜ =
௏೔௜ା௓೔∗ூ೔
ଶ ඥ|ோ௘(௓೔)|మ             (1) 
Where Vi and Ii are the voltage and current flowing into the ith port of a junction and Zi 
is the impedance looking out from the ith port.  
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Figure 3.5: Defined S-parameter. 
 
Figure 3.5 is the generally used to define the S-parameter matrix for a two port network. 
They can be expressed in a matrix equation as: 
                                                                  ቂܾ1ܾ2ቃ = ቂ
ܵ11	ܵ12
ܵ21	ܵ22ቃ ቂ
ܽ1
ܽ2ቃ                                 (2) 
They can be written as individual the terms S11, S12, S21 and S22 as below  [2]: 
     ≡=
=021
111
aa
bS reflected power wave at port 1 /incident power wave at port 1     (3) 
    ≡=
=021
221
aa
bS transmitted power wave at port 2 /incident power wave at port 1 (4) 
 
    ≡=
=012
222
aa
bS reflected power wave at port 2 /incident power wave at port 2     (5) 
   ≡=
=012
112
aa
bS transmitted power wave at port 1 /incident power wave at port 2  (6) 
S-parameters are well known for use in the characterisation of RF and microwave 
circuits, where they are used instead of the more traditional parameters such as “H”, 
“Y” or “Z” parameters that are more often used to characterise low frequency network 
circuits but which become impractical for use in high frequency network circuits. The 
advantages of using S-parameters are that they are easy to use and measure because they 
are only terminated by characteristic impedance while measuring S-parameters. S-
45 
 
parameters do not need an open and short technique that can oscillate at the high 
frequency, which could possibly damage the network circuit. 
 
 
3.3.2 Full S-parameter Model 
 
The full S-parameter model was defined to represent the behaviour of inserted devices 
in the measurement system. In this research project, the inserted device could be either a 
step attenuator or a Harmonic Bypass Structure (HBS) (more details of HBS are given 
in Chapters 5 and 6). 
 
Figure 3.6 depicts the implementation of step attenuators in the measurement system. 
Four step attenuators were employed between the receiver (i.e. sampling oscilloscope) 
and the directional coupler. As a result, the travelling waves a1, b1, a2 and b2 that were 
captured through the directional coupler are controlled by each of the step attenuators. 
This configuration is well known to the VNA user and it can extend the dynamic range 
of the VNA toward higher power levels. Many configurations of attenuator for 
characterisation of high power device are described in [3]. Basically, the calibration is 
performed with the reference plane at the DUT,  with the attenuators in the calibration 
path. In this research project, step attenuators are used instead of fixed attenuators. 
Calibration is performed including the attenuator effect only in the defined calibration 
state (e.g. at step attenuator value of 0dB), the other state is compensated for by using 
the step attenuator’s full S-parameter model. Therefore, this project needs to devise an 
S-parameter model of the step attenuator that can be applied while it is in the 
measurement system.  
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Figure 3.6: Schematic of the implementation of step attenuators in the measurement 
system. 
 
This section will derive the formulation of the step attenuator’s full S-parameter model 
for an inserted device. The assumed environment of the S-parameter model is shown in 
Figure 3.6. The travelling waves a1, b1, b2 and a2 of DUT are coupled by a directional 
coupler into the receiver sampling oscilloscope’s 4 channels. The ᴦin, ᴦS, ᴦA and ᴦL are 
the reflection coefficient from the DUT, directional coupler, step attenuator, and receiver 
sampling oscilloscope, respectively. There are four step attenuators inserted between the 
directional and receiver sampling oscilloscope, their configurations are identical and, 
therefore, the formation of the S-parameter model is devised from the step attenuator on 
channel 1 of the sampling oscilloscope. The a0a, a0b, a1a and a1b are two ports of the S-
parameter of the step attenuator; these parameters present the incident travelling wave 
a1 of DUT. The assumption of the impedance of the step attenuator is 50Ω; however, in 
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practice the impedance can vary over the operating range. In other words, the matching 
network is not perfectly matched because there is a slight reflected wave from the load 
or a reflected wave from the input network. Therefore, both ᴦL and ᴦS have been 
included in the S-parameter model in order to make it more accurate.  
 
 
Figure 3.7 shows the step attenuator model in the S-parameter, including the reflection 
coefficient ᴦS and ᴦL. This flow graph can be represented in terms of signal flow (as in 
Figure 3.8) which is convenient to devise the model equations, where a1 is a travelling 
wave from DUT captured by the directional coupler and a0 is a travelling wave received 
by the receiver sampling oscilloscope. 
 
 
 
 
 
Figure 3.7: Flow graph used for the modelling of the step attenuator. 
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Figure 3.8 shows the simplified signal flow in the step attenuator model. The following 
equations have been derived from the signal flow chart:  
 
 
 
 
 
           (7) 
            
 
Equation (7) can be rewritten for travelling wave a1, b1, a2 and b2, as show in 
Equations 8 to 11: 
	
                                     
ܽ଴ =
ܵ21
(1 − ܵ22Γ௅) − ΓௌΓ௅ܵ12ܵ21(1 − ܵ11Γௌ)
ܽଵ 
ܽ଴ =
ܵ21
1 − ܵ22Γ௅
1 − ΓௌΓ௅ܵ12ܵ21(1 − ܵ11Γௌ)(1 − ܵ22Γ௅)
ܽଵ 
ܽଵ = ൤
1 − ܵ22Γ௅
ܵ21 −
ΓௌΓ௅ܵ12ܵ21
ܵ21(1 − ܵ11Γௌ)൨ ܽ଴ 
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Figure 3.8: Simplified signal flow of step attenuator. 
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         (8) 
          
         (9) 
          
         (10) 
 
         (11) 
 
 
Where Sm are the 2 port S-parameters of the step attenuator; ᴦSX is the reflection 
coefficient from the directional coupler; ᴦLX is the reflection coefficient from the 
sampling oscilloscope; with the subscripts x and m referring to the port channel and step 
attenuator state, respectively. 
 
All S-parameters in Equations 8 to 11 include both of the actual ᴦL and ᴦS, which can be 
measured in a practical measurement system (see section 3.4). 
 
 
 
 
 
 
 
 
 
  
ܾଵ = ቂଵିௌଶଶ೘୻ಽమௌଶଵ೘ −
୻ೄమ୻ಽమௌଵଶ೘ௌଶଵ೘
ௌଶଵ೘(ଵିௌଵଵ೘୻ೄమ)ቃ ܾ଴  
ܽଶ = ቂଵିௌଶଶ೘୻ಽయௌଶଵ೘ −
୻ೄయ୻ಽయௌଵଶ೘ௌଶଵ೘
ௌଶଵ೘(ଵିௌଵଵ೘୻ೄయ)ቃ ܽଷ  
ܾଶ = ቂଵିௌଶଶ೘୻ಽరௌଶଵ೘ −
୻ೄర୻ಽరௌଵଶ೘ௌଶଵ೘
ௌଶଵ೘(ଵିௌଵଵ೘୻ೄర)ቃ ܾଷ  
ܽଵ = ቂଵିௌଶଶ೘୻ಽభௌଶଵ೘ −
୻ೄభ୻ಽభௌଵଶ೘ௌଶଵ೘
ௌଶଵ೘(ଵିௌଵଵ೘୻ೄభ)ቃ ܽ଴  
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3.3.3 Simple S-parameter Model   
 
The simple S-parameter model assumes a match at the ports of the attenuators. It is 
based on the assumption that the impedance surrounding the step attenuator is constant 
and equal to50Ω throughout its range of operation. Therefore, the reflection coefficients 
are ᴦL=0 and ᴦS=0 which exit from the receiver and the directional coupler, respectively; 
or in other words, ᴦL and ᴦS remain equal to 50Ω for all step attenuator states and for all 
passive values of ᴦin. The result, which can be seen in Figure 3.9, is that the refection 
wave a0b, a1b, b0a, and b1b have been removed. The full S-parameter model can then be 
transferred to the simple S-parameter model by putting ᴦL=0 and ᴦS=0 into Equation 8. 
The result is found that the first term ܵ22௠Γ௅ଵ  and the second term  	 ୻ೄభ୻ಽభௌଵଶ೘ௌଶଵ೘ௌଶଵ೘(ଵିௌଵଵ೘୻ೄభ)	
are equal to zero. Consequently, the simple S-parameter model can be rewritten in terms 
of S21 alone. As shown below, they can be rewritten for four travelling waves: a1, a2, 
b1, and b2:  
 
Figure 3.9: Schematic of the implementation of the step attenuator for a simple S-
parameter model. 
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         (12) 
 
 
 
 
It is important to note that the assumptions that allow this simplified approach to be 
used need to be considered carefully. This approach can only be used if the coupling 
factor of the directional coupler is high enough (in this case it is 35 dB) otherwise the 
full S-parameter model will have to be used instead as it is dealing with full S-
parameters and reflection coefficients of both the directional coupler and receiver. 
 
The advantage of the simple S-parameter is that it is simplified only in terms of S21; the 
other S-parameters S11, S12 and S22 of the step attenuator are not necessary to measure 
or characterise and the reflection coefficient ᴦL and ᴦS can also be neglected. This helps 
save time while doing the step attenuator S-parameter measurement.   
 
3.4 S-parameter Model Procedure 
 
The implementation of Equations 8 to 11 can be achieved by measuring: the full 2 port 
S-parameters of the step attenuators, the four reflection coefficients of the oscilloscope, 
and the four reflection coefficients of the directional couplers at both input and output of 
the DUT. Measurement of the S-parameter of an inserted device is required for the 
formulation of the S-parameter model. The RF or microwave device manufacturer 
provides a device data sheet together with an S-parameter data sheet; however, in reality 
these S-parameter data sheets are not suitable to be reliably used in terms of format and 
resolution frequency.   
 
ܽଵ = ቂ ଵௌଶଵ೘ቃ ܽ଴  
ܾଵ = ቂ ଵௌଶଵ೘ቃ ܾ଴  
ܽଶ = ቂ ଵௌଶଵ೘ቃ ܽଷ  ܾଶ = ቂ
ଵ
ௌଶଵ೘ቃ ܾଷ  
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The following section will explain how the step attenuator’s and HBS’s S-parameter 
data were collected and then transferred to a suitable electronic file format for use by 
the measurement software.  
 
In the initial S-parameter model procedure the step attenuator or HBS was disconnected 
from the measurement system, it was measured instead by the external VNA or PNA-X 
Microwave Network Analyser (the configurations are shown in Figure 3.10). In the case 
of the HBS, the PNA-X configuration is better for use than the VNA due to the highly 
dynamic HBS characteristics. It must be present in the high resolution frequency grid. 
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Figure 3.10: Measurement configurations for S-parameter characterisation of 
step attenuator or HBS. PNA-X was used to characterize the HBS’s S-parameters 
when a dense frequency grid was required. 
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Similarly, Figure 3.11 shows the system configuration for the measurement of the 
reflection coefficients ᴦL and ᴦS from the sampling oscilloscope and directional 
couplers. Essentially the reflection coefficient can be measured in terms of S11 or S22.  
 
The inserted devices are the step attenuator or HBS. The measuring of the reflection 
coefficient ᴦL and ᴦS was followed by the calibration of the VNA or PNA-X, this was 
done using the traditional TRL calibration method with a 3.5 mm calibration kit. The 
electronic calibration module was found to be more convenient in practice because it is 
a standard calibration tool for use in the modern VNA, and it is a tool which can help 
users save time and reduce calibration errors. 
 
The IGOR environment software enables PC control of the switch control unit and VNA 
throughout the GPIB port. IGOR software is a scripting language environment similar 
to the high level programming languages (for example C or Perl). It also provides built-
Figure 3.11: System configuration for measurement of the reflection coefficients 
ᴦL and ᴦS . 
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in features and functions which can be incorporated into the user written software. In 
this research project, the measured S-parameter data were processed and stored in an 
IGOR binary wave data file (extension .ibw) according to the flowchart shown in Figure 
3.12.  
 
The next step is the implementation of a full S-parameter model in the measurement 
system, which is needed to prepare compatible data. The measurement software was 
also developed using the IGOR software environment. The raw travelling wave a0, b0, 
a3 and b3 that was processed in the measurement software was stored as IGOR wave 
variables. These waves define the format in the complex data type R+jX (where R is the 
real part and X is the imaginary part of the complex number). Therefore, when 
preparing the S-parameter data model it was found necessary to store the data in a 
complex form. Consequently the mathematical operations between raw travelling waves 
and the full S-parameter model have been easily achieved. 
 
In the next step, the measured S-parameter data was processed using a statistical method 
based on the curve fitting that is provided as a built-in function of the IGOR 
programming software tool. The aim was to provide realisable and accurate S-parameter 
data. Figure 3.13 shows the flow chart of the S-parameter data processing operation. In 
the initial state the N-number of measured S-parameter data (that is in R+jX form) are 
loaded into the IGOR wave variables. The data are then separated into their real and 
imaginary parts. To provide data format from VNA the S-parameter data is averaged in 
both real and imaginary parts. The N samples of the real S-parameter data should be 
averaged separately from the N samples imaginary S-parameter. Next, the R and X parts 
are transferred to R+jX form. At this state, the S-parameter data is ready to be 
transferred into the measurement software.  
 
In addition, if the user needs to do a better smooth fit curve for the S-parameter 
characteristic then they can carry out the other curve fitting functions (e.g. polynomial 
curve fitting). The polar format of the S-parameter data is suitable for doing polynomial 
curve fitting, they can fit the curve in terms of magnitude and phase. The final result the 
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S-parameter data is transferred to the rectangular form. This process has been similarly 
applied to ᴦL and ᴦS data. 
 
In the final step the S-parameters data set and ᴦL and ᴦS data was saved in the IGOR 
binary file format so that it can be easily loaded into the measurement software. The 
data can now be used to form the full S-parameter model. Table 3.1 shows the assigned 
name for the S-parameter and ᴦL and ᴦS.  
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Figure 3.12: S-parameter data processing flowchart of the repeated S-parameter 
measurement (it collects the S-parameter data into a file which is then used in the 
IGOR software environment). 
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Figure 3.13:  Modelled S-parameter flowchart for N measurement data. The synthesis 
of the S-parameter model uses either the average function or polynomial fit function.   
 
Average the real and 
imagine wave  
Load S-parameter 
waves both real and 
imagines parts 
• 100 sample 201point each, 
frequency 45 MHz- 20 GHz 
• A representative S-parameter 201 
points , frequency 45 MHz -20 GHz 
Curve fixed using 
polynomial order 13 
• S-parameter waves modelled  201 
points frequency 45 MHz- 20 GHz 
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  Files name (.ibw) Step attenuator serial No Wave dimension Assigned data 
Sxx_fit_dataNo1 
S21_fit_dataNo1 
S21_fit_dataNo1 
S22_fit_dataNo1 
2804A22474 [m,9] 
m = frequency 
points 
[m,0]= frequency 
[m,1] –[m,9] = S 
parameter for step 
attenuator state 0 
to 70 dB 
respectively. 
S11_fit_dataNo2 
S21_fit_dataNo2 
S21_fit_dataNo2 
S22_fit_dataNo2 
2523A06839 
S11_fit_dataNo3 
S21_fit_dataNo3 
S21_fit_dataNo3 
S22_fit_dataNo3 
3837M00671 
S11_fit_dataNo4 
S21_fit_dataNo4 
S21_fit_dataNo4 
S22_fit_dataNo4 
1436A00651 
GammaTS_data  [m,5] [m,0] =frequency 
[m,1]-[m,5] = ᴦs for 
CH1,2,3 and 4 
respectively 
GammaTL_data  [m,5] [m,0] =frequency 
[m,1]-[m,5] = ᴦL 
from directional 
couplers a1,b1, 
b2,a2 respectively 
Table 3.1: Designed electronic format type (*.ibw) which store the S-parameter and the 
reflection coefficients.  
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3.5 The Implementation of an S-parameter Model in Measurement 
Software  
 
3.5.1 Cardiff High Power RF Measurement Software: An Overview  
 
There are two software packages currently in use in the Cardiff High Power RF 
measurement system. They are both categorised by operation function into calibration 
software and measurement software. Both of these software packages have been 
developed using a software development environment called IGOR, which is available 
from WaveMetrics. IGOR provides built-in crucial features and functions (e.g. data 
processing, mathematical operation, visualisation etc.) that are suitable for engineering 
or scientific work. IGOR allows an external plug-in to be integrated into its packages, 
including the GPIB communication card that is in common use in engineering work and 
which enables the PC to control peripheral instruments. It is important that 
measurement software is able to carry out the data procession (e.g. Fast Fourier 
Transforms (FFT)) and that it can control the main instrument (e.g. oscilloscope).  
 
The original software code of the Cardiff High power RF measurement software was 
developed by David Williams [4]. Figures 3.14 and 3.15 show the calibration software 
and measurement software code structure. The calibration software enables the 
measurement system to generate the error coefficients of its system. It also enables the 
measurement system to measure S-parameters. The measurement software provides 
more ability than the calibration software; for example, controlling the DC bias power 
supply, load pull, and source pull. The measurement software provides waveform 
engineering capability which is crucial for the characterisation DUT (e.g. power 
transistors). However, the measurement software needs the error coefficient data which 
is provided by the calibration software. The error coefficients are imported into the 
measurement software from the calibration file handling process box (as can been seen 
from Figure 3.15), which links to the data processing process box that allows the 
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measurement system to correct the raw travelling waves a1, b1, b3and a3. The data 
processing process function is shown in figure 3.4 on the original flow chart.  
 
In this research project, the data processing box has been modified in order to 
implement the full S-parameter model. The new design functions are embedded 
between the operation of the FFT of the raw travelling wave and the applied error 
coefficient function.  
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Figure 3.14: Calibration software code structure from [4]. 
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Figure 3.15: Waveform software code structure from [4]. 
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3.5.2 Measurement Software and Correction Procedure  
 
3.5.2.1 Correction for the Step Attenuator’s Full S-parameter Model 
 
The step attenuator’s full S-parameter model is a function of its state, and they are 
unique to each attenuator. The accuracy of the measurement system depends on the 
accurate S-parameter model according to its state, frequency, and correct arrangement 
position; for example, the corrected travelling wave a0 would be wrong if the S-
parameter model is generated from the attenuator set for the b0 wave, even if the 
attenuator is operating in the same state.  
 
As show in Figure 3.4, the correction of the travelling waves have been achieved after 
they have been applied to the step attenuator’s full S-parameter model (as formed in 
Equations 8 to 11). However, in an actual measurement setting (and as the calibration 
would have been conducted with the step attenuator in some defined reference state) the 
relative S-parameter must be used instead of the absolute S-parameter. From Equations 
8 to 11 this can re-write as below: 
 
            
           (13) 
 
 
Where Sset is the full S-parameter model of the step attenuator at measurement state, and 
Scal is the full S-parameter model of the step attenuator at calibration state, then Sset and 
Scal is defined as shown below: 
 
           (14) 
 
 
The subscript m refers to the step attenuator at measurement state: 
ܵ௦௘௧ = ቂଵିௌଶଶ೘୻ಽభௌଶଵ೘ −
୻ೄభ୻ಽభௌଵଶ೘ௌଶଵ೘
ௌଶଵ೘(ଵିௌଵଵ೘୻ೄభ)ቃ  
ܽଵ = ܽ଴ ∗ ௦ೞ೐೟ௌ೎ೌ೗  ܾଵ = ܾ଴ ∗
௦ೞ೐೟
ௌ೎ೌ೗  
ܽଶ = ܽଷ ∗ ௦ೞ೐೟ௌ೎ೌ೗  ܾଶ = ܾଷ ∗
௦ೞ೐೟
ௌ೎ೌ೗  
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           (15) 
 
The subscript m refers to the step attenuator in a calibration state. The equations above 
represent the actual implementation in the measurement software. 
 
3.5.2.2 IGOR Procedure  
 
The IGOR procedure file Convaratten.ipf has been developed to enable the correction of 
the raw travelling wave using the S-parameter model. It contains both the functions and 
the procedure scribes, which allow the measurement software to control the step 
attenuators, generate the S-parameter model, and to compensate the raw travelling 
waves. There is a GUI (Graphical User Interface) that makes it convenient to select and 
control the step attenuator. This GUI also allows the measurement software to enable or 
disable the S-parameter model correction. 
 
Convaratten.ipf has been employed into the measurement software; however, there are a 
few code scribes which have been modified into the old measurement software, among 
them are the a calling function line scribes in loaddata11() and loaddata21() functions. 
This line calls the function CorrectdataAtten() which is an extremely important part of 
the modifying software because it provides the correction travelling wave. 
 
The basic operation of the modified measurement software is described in the following 
outline:  
• The measurement software will load the calibration file handing into the 
measurement software environment. The functions in the Convaratten.ipf 
procedure file will load the calibration state of step attenuator and control the 
step attenuator to the default state (usually at 0dB). Convaratten.ipf will also 
load the S-parameter data, ᴦL and ᴦS. file into the measurement software (as show 
in Table 3.1). 
ܵ௖௔௟ = ቂଵିௌଶଶ೘୻ಽభௌଶଵ೘ −
୻ೄభ୻ಽభௌଵଶ೘ௌଶଵ೘
ௌଶଵ೘(ଵିௌଵଵ೘୻ೄభ)ቃ  
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• The user selects the appropriate attenuation. This process will define the step 
attenuator state at the measurement point. The PC sends a command through the 
GPIB to the operation step attenuators. 
• The user starts measuring the DUT parameter. If both buttons have been pressed 
then the measured travelling waves have been processed in the data processing 
box. At this state of correction the measurement software will call the 
CorrectDataAtten() function to correct the travelling wave due to the 
attenuation. After which, the travelling wave will transfer to the desired 
parameter (e.g. voltage and current waveforms, and gain parameter). 
The entire procedure above is illustrated in Figure 3.16.  
 
Figure 3.17 show the flowchart of function CorrectdataAtten(). This function enables 
the measurement software to correct the raw travelling wave. The function initially 
starts the imported the global variable a0, b0, a3 and b3. These variables are provided 
by function Loaddata11() and loaddata22(). Next the CorrectdataAtten () calls the other 
function to generate Sset and Scal model that is required to be applied to the raw 
travelling wave. By using the equation (13), the travelling wave is corrected by the S-
parameter model. Finally, the CorrectdataAtten()  function returns the variables a0, b0 , 
a3 and b3 and then they are applied to the error coefficient by the measurement 
software.  
 
Figure 3.18 shows the flowchart for computing the Sset and Scal, which represent the S-
parameter model at measurement and calibration state. The function starts by 
determining the fundamental frequency, the harmonic of measurement software, and the 
step attenuator state. These variables are important to generate the right S-parameter 
model. The frequency list has been generated in the second process box, which contains 
the dc, fundamental and harmonics. The S-parameters and reflection coefficient have 
been interpolated according to the frequency list in the next two process boxes. As a 
result, the S-parameter model as show in Equations 14 and 15 has been calculated.  
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Figure 3.16: Flow chart for the  correction of the travelling waves a0, b0, a3, and b3.  
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Port Ch= 1 Port Ch= 2 
No
Read 
a1 and b1 
Compute               S-
parameter model at 
calibration state (Scal) 
Compute               S-
parameter model at 
measurement state ( 
Sset) 
A1=a1*Sset/Scal 
B1=b1*Sset/Scal 
 
Yes 
Read 
a3 and b3 
Compute               S-
parameter model at 
calibration state (Scal) 
Compute               S-
parameter model at 
measurement state ( 
Sset) 
A3=a3*Sset/Scal 
B3=b3*Sset/Scal 
 
Yes 
STOP 
START 
No 
Figure 3.17: Flowchart for the IGOR function CorrectDataAtten().   
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-Fundamental frequency
-harmonic 
-step attenuator state
start
Generate frequency list
Interpolate s-parameter 
data form Sxx_fitdatNoX at 
defined calibration state
Interpolate ᴦs and ᴦL
Compute Scal
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-step attenuator state
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Interpolate s-parameter 
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Interpolate ᴦs and ᴦL
Compute Sset
stop
Figure 3.18: Flowchart for computing the Scal and Sset. 
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3.6   Verification of the Simple S-parameter Model in a Waveform 
Measurement System 
 
The implementation of a simple S-parameter model in an actual measurement system 
has been conducted in the early stages of this research project. The verification 
measurement was performed in the thru standard 3.5mm. The results show that it is 
possible to employ measured attenuator S-parameters to generate models with which to 
accurately correct the measured voltage of travelling waves in advance of software 
processing within the measurement system itself. Two correction methods have been 
explored, with similar results: the first using simple averaging of measured s21; and the 
second employing a polynomial fit to the averaged data. The results indicate that the 
various attenuation states are highly repeatable, with measured s21 magnitude and phase 
varying by no more than 0.03dB and 0.2° (1SD) respectively over a switching sequence 
of at least 100 cycles per state, and over frequency range of 0 to12GHz. The full detail 
of verification can be seen in Appendix C. 
 
 
3.7 Conclusion 
 
This chapter has discussed the implementation of an S-parameter model into the high 
power RF measurement software. The step attenuator’s S-parameter data was measured 
by the VNA or PNA-X with the incorporated software environments. This allowed the 
user to do statistical data processing, which increases the reliability and accuracy of the 
S-parameter data. Subsequently the S-parameter model that describes the representation 
behaviour of the step attenuators was devised. These models were used in the 
measurement software in order to correct the travelling voltage wave. Verification of the 
simple S-parameter model in an actual measurement system has been achieved and the 
results show that the accuracy of measurement is acceptable.  
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CHAPTER 4 - Improving Dynamic Range Using 
Programmable Step Attenuators. 
 
4.1 Introduction 
 
This chapter describes the demonstration of an extended dynamic range measurement 
system using step attenuators. It starts with the characterisation of a step attenuator, 
which aims to collect the step attenuator’s S-parameter data and to analyse its 
repeatability. After implementing the step attenuator into the measurement system, a 
demonstration was set up to prove the possibility of extending dynamic range using a 
step attenuator approach. A CW power sweep was performed in both a 7mm standard 
and a GaN 50 W transistor device with the aim of investigating the power output 
comparison in respect to a number of step attenuator states. Finally, the results of the 
demonstration will be discussed. 
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4.2 S-Parameters Characterisation of Step Attenuators 
 
 
Figure 4.1: An automated measurement configuration for measuring the S-parameters 
of step attenuators.  
 
There are two important objectives for the characterisation of an step attenuator. Firstly, 
to investigate S-parameter data, especially when the step attenuator has changed its state 
(the result is expected to show that the change should increase or decrease according to 
its state, as described in the S-parameter data sheet); and secondly, to collect the S-
parameter data, which is then used to develop the step attenuator S-parameter model 
that is used in the measurement system.  
 
Figure 4.1 shows an automated S-parameter measurement configuration, which was set-
up for the characterisation of the step attenuators. The measurement configuration 
consists of a VNA HP8510, a switch controller unit HP3488A, a PC computer installed 
with the IGOR software environment, and a step attenuator HP33321H. 
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The characterisation initially started from the calibration of HP8510 using a 
measurement frequency range from 45MHz to 20 GHz, spreading over 201 frequency 
points. The measurement that was performed on the step attenuator state started from 0 
dB to 70 dB, it then transits the original state of 0 dB and repeats the same measurement 
for 100 cycles. The S-parameter data was imported into the IGOR software, from where 
it was exported to ADS for plotting (the resulting graph can be seen in Figure 4.2). 
Although four step attenuators were characterised in total, the results show the results 
from only one step attenuator because the results of all four are similar. 
 
From the results, it is obvious that the S-parameters are found to be in line with the 
specification and the accuracy of the step attenuator. For example, when the step 
attenuator state was 10 dB both S12 and S21 were also 10dB, so S12 and S21 were 
found to be a function of frequency (i.e. increasing the frequency caused a greater 
insertion loss). Similarly, an investigation of the reflection of the step attenuator shows 
that the S11 and S22 were a function of frequency; however, they provide good 
impedance matching at a low frequency (e.g. it reached below -30 dB and -20 dB at a 
frequency range 45MHz to 6 GHz and at frequency 6 GHz to 20 GHz respectively). 
Although the reflection with the step attenuator state, the overall S22 and S11 were 
below -20 dB over the whole frequency range, which still shows good matching.  
 
It was found that the different reflection curves came from the combination of an 
attenuation card and a thru line within step attenuator unit; therefore, to access the 
influence of the reflection of the step attenuator the whole S-parameter set was used in 
the demonstration measurement system (as shown in Figure 4.2). 
  
77 
 
 
 
 
 
 
 
 
  
2 4 6 8 10 12 14 16 180 20
-60
-50
-40
-30
-20
-70
-10
freq, GHz
d
B
(S
(2
,2
))
Figure 4.2:  S-parameters of the step attenuator for states ranging from 0 to 70 dB in 
10dB steps:  (a) S12 (b) S11 (c) S21 (d) S22. 
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4.3 Access Repeatability of the Step Attenuator 
 
Repeatability of the step attenuator plays an important role in this research project. If 
the repeatability of the step attenuator cannot reach the requirements then it is 
impossible to get either an accurate or a precise measurement while the step attenuator 
is switching to other states. Therefore, one of the first and most important steps of this 
research project is to verify step attenuator repeatability.  
 
The general specification of step attenuator HP33321H is shown in [Appendix B]. 
HP33321H provides an operating frequency range from DC to 18 GHz, an attenuation 
range 0dB to70 dB with 10dB/steps, insertion loss at 0dB (0.4dB+0.07 dB/GHz), a 
maximum SWR of 1.35 to 8GHz-1.5 to12.4 GHz-1.7 to 10 GHz, and a repeatability life 
of typically 0.01dB for up to 5 million cycles per section. The HP33321 attenuator 
module has three attenuation stages (10dB, 20dB, and 40dB) which are connected in 
cascade. Each section has a precision thin-film attenuation card, a lossless thru line, and 
a ganged pair of contacts that switch the attenuation card in or out. This combination 
results in high accuracy and exceptional repeatability [1]. 
 
To verify the step attenuator specification the automated measurement system has been 
arranged as illustrated in Figure 4.1. The HP8510 was calibrated to measure a frequency 
range from 45MHz to 20 GHz, spreading over 201 frequency points. The measurement 
that was performed on the step attenuator state started from 0 dB to 70 dB, it then 
transits the original state of 0 dB, the same measurement was repeated for 100 cycles. 
The S-parameter data was finally imported into the IGOR software for data processing.  
 
The repeatability of the measurements were analysed, the results are shown in Figures 
4.3 to 4.8. In the practical measurement system, the step attenuator states that were 
going to be used were only on 0 dB to 20 dB. Consequently, the results and discussion 
have focused on the step attenuator state from 0 to 20 dB. The frequency of interest 
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starts from 0 to 12 GHz, which covers up to 5th harmonic if the application fundamental 
frequency is 2.100 GHz. Magnitude and phase repeatability have been achieved at 0.02 
dB and 0.02 dB, respectively, at the defined range at which the step attenuator will be 
used. This shows good repeatability and is suitable for use in the measurement system.  
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Figure 4.3: S21 Magnitude for a 45 MHz-20GHz frequency range, for states 0dB 
to 40 dB. 
Figure 4.4: Standard deviation of magnitude vs. frequency, for states 0dB to 30 dB 
over a frequency range 45MHz-20GHz. 
81 
 
 
  
    
 
Figure 4.5: S21 Phase for states 0dB to 30dB over a frequency range 45 MHz-20GHz. 
Figure 4.6: Standard deviation of phase  for states 0dB to 30 dB over a frequency range 
45 MHz- 20GHz. 
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Figure 4.8: Standard deviation of the group delay for states 0dB to 20 dB over a 
frequency range  45 MHz-20GHz. 
Figure 4.7: Group delay for states 0dB to 20dB over a frequency range 45 MHz-20GHz. 
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4.4 A Demonstration of High Power RF Measurement Systems 
 
 
Figure 4.9: A simplified schematic diagram  utilising the step attenuators within the 
measurement system. 
 
   
4.4.1 System Configuration 
 
A high power RF measurement system based on the 4 channel sampling oscilloscope (as 
described in [2]) was used in this demonstration. Figure 4.9 illustrates the simplified 
measurement system. This modified RF measurement system used four step attenuators 
instead of fixed attenuators, which are located between the direction coupler and the 
sampling oscilloscope. Two different power levels of step attenuator were installed. 
There was a 1W HP 33321H at the input plan of DUT, and a 2W HP33321H option 890 
at the output plan of DUT. Although their power handing capabilities are different, they 
both provide the same functionality and characteristics. This modification deals with the 
measured incident and reflected travelling wave from the DUT at the input and output 
of the measurement plan. The other instruments and devices are:  
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(1) An Agilent 83623B that is used as an RF sweeper which provides a 
frequency range from 10MHz to 20GHz, and which has a maximum output 
20dBm. This sweeper was used as a CW source of this measurement system. 
(2) A narrow band power amplifier with an operational band coverage of 2.110-
2.170 GHz, providing a gain of up to 40 dB at a maximum output power of 
51dBm. This amplifier is used to amplify the signal power from the RF sweeper.  
(3) A directional coupler, which is a 4 port directional coupler that is able to 
capture the incident and reflected signal separately providing a coupling factor 
of 35dB with broadband frequency.  
(4) A bias tee, which is made of two 90º hybrids joined together as a back to 
back configuration that provides the external DC power supply to DUT.  
(5) A DUT, which is an extensive transistor device GaN model NPTB00050 
providing maximum average output power at 3dB gain compression, typically 
50 W optimised for broadband operation from dc to 4.0 GHz (for more detail see 
Appendix B). The GaN transistor was mouthed in a test fixture with a 50 Ω line 
matching transformer. The test fixture incorporates a temperature regulator, 
which consists of a cooling, and heating system with a USB computer interface, 
the regulator is controlled by NI Labview application software. The 
demonstration can take an advantage of this test fixture because it can neglect 
temperature as a factor of the transistor device.  
 (6) A sampling oscilloscope, which was a Tektronix CSA8000 with 80E02 
sampling module. 
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4.4.2 Measurement Software Configuration 
 
The step attenuator’s S-parameters were implemented in the measurement software 
using the extensive utility tool that is included in the IGOR software environment. As 
described in Chapter 3, the S-parameter model is designed to deal with the measured 
travelling wave a1, b1, a2, and b2 that are captured from the DUT. The full S-parameter 
model was developed in the previous chapter with the aim of including the impedance 
mismatch issue. Basically, they are represented in the reflection coefficient ᴦS and ᴦL, 
which are found by looking into the directional coupler and a sampling oscilloscope, 
respectively. 
Step attenuators 
DUT
Bias 
Figure 4.10:  The practical realisation of a measurement system that employs the step 
attenuators. 
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When modelling the S-parameter model, the step attenuator’s S-parameter data was 
measured by the VNA HP8510 with a frequency band 0.45-20 GHz 201 data point. 
These S-parameter models were created using the Polynomial data fit function approach 
(as described in Chapter 3). Furthermore, in order to minimise the errors caused by the 
S-parameter model, the S-parameter measurement has carefully considered its use of 
connectors, VNA calibration, and so on. Special care has been taken to carefully define 
the unique S-parameter of the step attenuator because it can introduce serious errors into 
the measurement system.    
 
 
 
 
 
 
 
 
 
 
 
 
 
Figure 4.11: A simplified schematic diagram of measurement software configuration for 
the step attenuator. 
 
4.4.3 System Calibration 
 
It is possible to get an error comparison on the measurement system if the definition of 
the step attenuator calibration state differs from the actual physical step attenuator state. 
For example, if the calibration software defines the calibration state at the step 
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attenuator as 0dB even though the physical step attenuator is at 10dB, thereby 
introducing errors in terms of 10 to 20 dB depending on which step attenuator state is 
used. It is crucial to be able to define the exact match of the step attenuation state. The 
modification of the measurement software does not involve the calibration procedure 
including error coefficients, the only requirement is the defined calibration state of the 
step attenuator (basically it is defined at the step attenuator 0 dB). This information is 
particularly important to the correction of travelling wave a and b, before they are 
applied by the error coefficient. 
 
The calibration procedure could be performed as usual using the TRM-short (Thru, 
Reflect, Match) calibration procedure because the measurement system employed a step 
attenuator instead of a fix attenuator. During calibration, the measurement system 
treated the step attenuators as a fix attenuator. The TRM-short calibration procedure is 
described in [2]. The TRM calibration procedures were developed to overcome the 
reproducibility problems associated with the high frequency on-wafer SLOT calibration 
procedures. The calibration was started by a small signal S-parameter calibration, which 
provides an error coefficient for travelling waves. In addition, absolute calibration was 
performed to provide the absolute power and phase of the travelling waves. 
 
In this system calibration procedure was performed using small signal S-parameter 
calibration on TRM- short APC 7mm using the Agilent standard with the frequency grid 
2.1-7.7 GHz 0.7 GHz step resolution. This frequency bandwidth covers the fundamental 
2.1 GHz, and goes up to 3rd harmonic. The sampling oscilloscope was set on average 
1024 and data point sampling 1024. Calibration at low frequencies used the SOLT with 
the Agilent 3.5 standard cal kit. For the absolute calibration, the power setting was 5.0 
dBm, with the aim of reaching the power output at nearly 3 dB at sampling oscilloscope 
ch2. Figure 4.12 illustrates the S-parameter measurement on Thru 7 mm standard after 
finishing the S-parameter calibration. The calibration has achieved a good result with 
both the vector-corrected S11 and S22 below -50 dB, S21 and S12 are clearly 0dB.   
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Figure 4.12: Log chart and Smith chart of S-parameter measurements on a thru 7mm 
standard verifying the small signal S-parameter calibration of the step attenuator. 
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4.4.4 Measurement Procedure for utilising the step attenuator 
approach 
 
The demonstration was divided into two parts. The first was conducted on passive 
devices. Initially the single tone CW power sweep was performed on the DUT thru 7 
mm standard with frequency 2.1 GHz, 4.2 GHz, and 6.3 GHz, which is required to 
stimulate the response of the fundamental and harmonic frequencies. Consequently, the 
investigation of the power spectrum of each individual frequency was performed 
without being impacted by the other frequencies. This is a useful technique to determine 
the S-parameter model correction error. To reach the maximum dynamic range for the 
power sweep at frequency 2.1GHz, a power sweep was performed throughout the power 
amplifier range (from -50 dBm to 40 dBm) with the condition of step attenuator 0dB 
states. However, when the step attenuator was at 10 dB and 20 dB the power sweep still 
kept the maximum at 40 dBm because doing so avoids oscilloscope damage if the step 
attenuators transit back to 0 dB states. The power sweep was performed on a range from 
-50 dBm to 20 dBm at the two frequencies of 4.2 GHz and 6.3 GHz because no suitable 
amplifier was available at the time. 
 
The second part of the demonstration was conducted on active devices that validate the 
measurement system in a practical environment. Initially the measurement was 
performed on the DUT GaN transistor device by exiting the constant single tone CW 
power with a fixed bias condition. The step attenuator at the output plane of DUT was 
switched in sequence over its states from 0dB, 10dB, and 30 dB, and then transiting to 
the original state. These allow the measurement system to repeatedly measure the 
voltage and current waveform at each step attenuator state. In a further demonstration, a 
CW power sweep was performed with power setting ranges from -25 dBm to 30 dBm. 
An investigation of the power spectrum of both fundamental and harmonic were 
performed in order to compare the error correction achieved by the step attenuator S-
parameter model. The effect of a system noise floor was also determined. To avoid the 
influence of temperature variation on the GaN transistor device the temperature control 
unit of the test fixture was operated with the temperature set at 40oC. 
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4.4.5 Demonstration Results  
 
It is important to note that the measurement system has been calibrated at the step 
attenuator state 0dB, and it is valid throughout the calibrated frequency band 2.1-7.7 
GHz. Since step attenuators transit to other states (e.g. 10 dB or 20 dB) the 
measurement system is out of the calibrated state; however, corrected measurement 
waveforms can be achieved by applying the step attenuator S-parameter model. 
Therefore, the discussion result compared measurement results between a calibrated 
state at step attenuator 0dB and other states. The measurement setup is shown in figure 
4.9 with the DUT being either the 7mm thru standard or a GaN device. 
 
4.4.5.1 Verification of Results Using a 7mm thru Standard 
 
Figure 4.13 illustrates the CW power sweep result on thru 7mm standard with a 
frequency of 2.1GHz, varying the step attenuator state from 0 dB to 20 dB at a power 
sweep range of -50 dBm to 40 dBm. At a step attenuator state of 0dB, the power 
spectrum increased linearly from input over a power range of -50 to 40dBm and the 
result is that the power output is identical with the input. When the step attenuator was 
switched to 10dB, although the power spectrum increases linearly with an output power 
of -40 dBm to 40 dBm between an increased power output range of between -50 dBm to 
-40 dBm, linearity is approximate and there are some dips. When the step attenuator 
was set at 20 dB, a linearity response occurs between the power outputs of -30 dBm to 
40 dBm. While between a power input range of -50 dBm to -40 dBm, the power output 
response starts from -42 dBm it then dips and its increase is then approximately linear. 
The observation in Figure 4.14 shows the power output comparison between the step 
attenuator at 0dB, 10 dB and 20 dB. The results show that the power spectrum 
correction of the step attenuator at 10 dB and 20 dB are in an acceptable error band of 
0.01 dB starting from power outputs at -40 dBm and -38 dBm, respectively.  
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Figure 4.15 illustrates the CW power sweep results on thru 7mm standard with a 
frequency of 4.2GHz with varying step attenuator states from 0dB to 20 dB and a power 
sweep range of -50 dBm to 20 dBm. Similarly, when the step attenuator was set at 0dB 
the power spectrum increased linearly from the input power range -50 dBm to 20 dBm. 
When the step attenuator was set at 10 dB, the linearity starts from -40 dBm but below 
that point, the power output curve is diverted from a possible linear curve. When the 
step attenuator was set at 20 dB the power output was not detected in a period of input 
power sweep between -50 dB to -38 dBm but after that it increased in a bended curve 
from -38 dBm and it approach the other curves at the power input of about -20 dBm. 
Figure 4.16 shows the power output comparison at the frequency 4.2 GHz. These results 
are similar to those with a power sweep frequency of 2.1 GHz in that the power 
spectrum correction of step attenuator 10 dB and 20 dB are in an acceptable error band 
of 0.01 dB starting from power outputs of -32 dBm and -20 dBm, respectively.  
 
The last CW power sweep on thru 7mm standard (shown in figure 4.17) was conducted 
with a power input range of -50 dBm to 20dBm at a frequency of 6.3 GHz. In this case, 
when the step attenuator was set at 0dB the power output spectrum increased linearly 
across the power sweep ranges. After the step attenuator was changed to 10 dB the 
power output was constant at -50 dBm until the power sweep input reached -40dBm, it 
then increased linearly. When the step attenuator was set at 20 dB the power output was 
constant at -40 dBm as the power sweep input was set at -50 dBm to -40dBm, after 
which it increased linearly close to the other curves of approximately -30 dBm. From 
Figure 4.18 it can be determined that the correct use of the step attenuator was between 
10 dB and 20 dB starting from power outputs of -40 dBm and -30 dBm, respectively.  
 
The results clearly show that at the lower power sweep input range of -50 dB to -40 
dBm the correction of the step attenuator S-parameter model is not valid. The reasons 
for this lack of validity are that the step attenuator has pushed the power sweep levels 
into the system noise floor of the receiver and as a result, the measurement software 
applies the step attenuator S-parameter model on the noise floor, hence amplifies it 
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mathematically to a higher power level. For example, in the case of Figure 4.17, when 
the step attenuator is set at 10dB, the power output sweep gain is at 10dB from the noise 
floor to constant level -50 dBm and if the step attenuator is at 20 dB then the power 
output sweep gains 20 dB from the noise floor to constant level -40dBm. Thus, the 
correction signal is valid whether the signals  can be separated from the noise floor or 
not.  
 
In summary, the CW power sweep results show that the correction of the step attenuator 
S-parameter model is valid. The error of correction exits if the S-parameter correction is 
applied into the system noise floor. Moreover, the S-parameter model correction can lift 
the noise floor to the higher power level and, therefore, as the system noise floor is -60 
dB, the step attenuator at 10 dB and 20dB is functional at a power input of -50 dBm and 
-40dBm, respectively. 
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Figure 4.13: CW power sweep from -50 to 40 dBm for a frequency of 2.1 GHz 
using the 7mm thru standard. The result shows the comparison at the DUT 
output on for the step attenuator states 0, 10 and 20 dB. 
Figure 4.14: CW power sweep from -50 to 40 dBm for a  frequency of 2.1 GHz using
the 7mm thru standard. The result shows error comparison in term of ∇ Output power
between the step attenuator states 0 and 10 dB, and between the step attenuator states
0 and 20dB.
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Figure 4.16: CW power sweep from -50 to 20 dBm for a frequency of 4.2 GHz using 
the 7mm thru standard. The result shows error comparison in term of ∇ Output 
power between the step attenuator states 0 and 10 dB, and between the step 
attenuator states 0 and 20dB. 
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Figure 4.15: CW power sweep from -50 to 20 dBm for a frequency of 4.2 GHz 
using the 7mm thru standard. The result shows the comparison at the DUT 
output  on  for the step attenuator states 0, 10 and 20 dB. 
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Figure 4.17: CW power sweep from -50 to 20 dBm for a frequency of 6.3 GHz using 
the 7mm thru standard. The result shows the comparison at the DUT output  on for 
the step attenuator states 0, 10 and 20 dB. 
Figure 4.18: CW power sweep from -50 to 20 dBm for a frequency of 6.3 GHz using
the 7mm thru standard. The result shows error comparison in term of ∇ Output power
between the step attenuator states 0 and 10 dB, and between the step attenuator states
0 and 20dB. 
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4.4.6 Verification of the Results Using a GaN 50W Transistor Device 
 
4.4.6.1 A Comparison of Raw Travelling Wave a2 and b2 
 
The measurement system was performed on a DUT GaN transistor device with a 
frequency of 2.1 GHz. The GaN was biased by DC power supply Vds 28 V and Vgs 
1.5377 V. The measurement system applied the CW power input 30 dBm and the step 
attenuator is varied according its state from 0dB to 20dB. The resulting comparison of 
raw travelling waves a and b was observed. It is useful to note that the travelling waves 
a and b were taken before applying both step attenuator S-parameter model correction 
and measurement system error coefficient. 
 
Figure 4.19 illustrates the waveform of the travelling waves a2 and b2 in the time 
domain. The results show the waveform when the step attenuator was transited from 0 
dB to 20 dB. It can be seen that the amplitude of travelling waves a2 and b2 decrease 
according to step attenuator state. The waveform shape does not change as the whole 
frequency components have been attenuated in proportion. The travelling wave a2 is 
smaller than b2 due to the DUT being terminated. Figure 4.20 illustrates the travelling 
wave b2 in frequency domain; it shows the amplitude of fundamental and harmonics. At 
points A, B, and C the amplitude of fundamental and harmonic have been attenuated 
equally at 10 dB when the step attenuator state is also at 10 dB. Similarly, when the step 
attenuator state is 20 dB, the fundamental and harmonic clearly decrease by 20 dB. It is 
important to consider that when the step attenuator has been used at a high attenuation 
then it might destroy the harmonic content if its amplitude is very small comparing with 
fundamental. Moreover, if the harmonic component of the travelling signal falls into the 
system noise floor then it obviously changes the waveform shape. Consequently, the 
correction of the travelling signal by step attenuator S-parameter model may then be 
invalid. 
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Figure 4.19: Comparison of uncorrected  travelling waves b2 and a2 in the 
time domain with step attenuator states 0dB to 20dB.
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Figure 4.20: Comparison of uncorrected travelling wave b2 in the frequency 
domain at the DUT output of a GaN transistor device for the step attenuator 
settings 0dB, 10dB and 20dB. 
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4.4.6.2 Output Correction Comparison 
 
The measurement system was performed on a GaN transistor device with constant CW 
power input 30dBm at frequency 2.1 GHz. This transistor was biased at Vds=28 V and 
Vgs=1.5377 V. The step attenuators were varied along with its state from 0dB to 20dB 
before transiting back to its original state of 0dB. This enables the measurement system 
to do repeated measurements. The observation was focused on the comparison of the 
output reference of DUT in terms of voltage-current output, power output, and gain.  
 
Figures 4.21 and 4.22 depict the comparison output voltage and current waveforms at 
the output plan of DUT according to the step attenuator state from 0 dB to 20 dB. The 
measurement of the voltage and current wave were taken from the transformation of 
travelling wave a and b; both applied an error coefficient and a step attenuator S-
parameter model. The DUT was biased into the region where it can generate harmonics 
in order to maintain validation of the step attenuator S-parameter model over the 
broadband frequency, as a result the voltage and current waveforms are non-sinusoidal 
waves. Comparison of the results shows that the waveforms are clearly identical. From 
this it can be concluded that the step attenuator S-parameter model can correct the 
travelling waves a and b over the broadband frequency. 
 
A further comparison was conducted in terms of power at the DUT reference plane (as 
can be seen in Figure 4.23). The output power of DUT at step attenuator state 0dB, 
10dB and 20 dB was plotted as measurement number function. Similarly, these output 
powers were derived from the corrected travelling waves a and b. The repeated 
measurement of the output power of DUT at step attenuator 0 dB was randomly 
acquired in a range of 36.81 dBm to 36.84dB. When the step attenuator was at 10 dB 
and 20 dB the output power was in range 36.83dBm to 36.86 dBm, and 36.84 dBm to 
36.87 dBm, respectively. The power difference between step attenuator states is on 
average 0.02dB. When considering the gain of DUT the difference in the gain between 
step attenuator states is on average 0.01dB (as can been seen in Figure 4.24). These 
results provide a good agreement with both voltage and current waveforms.  
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Figure 4.21: Measured output voltage of GaN transistor device. 
Figure 4.22: Measured output current of GaN transistor device. 
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Figure 4.23: Power output comparison between step attenuator settings 0, 10 and 
20 dB when measuring a GaN device. 
Figure 4.24: Gain comparison between the step attenuator settings 0, 10 and 20 dB 
when measuring the GaN device. 
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4.4.6.3 Power Sweep Measurement 
 
The GaN transistor device that was embedded on the test fixture incorporated a cooling 
system, which was set to 40oC. The GaN was biased by a DC power supplied at Vds= 
28 V and Vgs= 1.5372 V. The CW power sweep was performed with a range of -25 
dBm to 32 dBm 1dBm/step res. at fundamental frequency 2.1GHz for varying the step 
attenuators states (from 0dB to 20 dB). To avoid a power amplifier drift effect the power 
measurements were acquired with the step attenuator set at 0dB, 10dB, and 20dB before 
the next increased power sweep was performed. 
 
Figure 4.25 illustrates the CW power sweep results at the output of DUT. The results 
show the common non-linear response characteristics of the transistor device and they 
show the power spectrum of the fundamental and harmonic. In this demonstration, the 
2nd and 3rd harmonic power spectrums were plotted. These power spectrums were 
transformed from the travelling waves a and b, which was applied for both system error 
coefficient and step attenuator S-parameter models. From Figure 4.25 it can be seen that 
the GaN transistor device was not driven to the compression point. Therefore, the 
fundamental power spectrum increases linearly across the entire sweep. The second 
harmonic power characteristic is approximately linear on the output power intervals -
30dBm to 38 dBm. Similarly, the third power characteristic is approximately linear on 
the output power intervals -30dBm to 38 dBm. Moreover, there are dip steps on the 
third harmonic power spectrums as shown in point D, E, and F, giving the 
corresponding output powers -29 dBm, -19 dBm, and 1dBm, respectively. These dips 
came from the adjusted internal attenuator of a power sweep Agilent 83623B. The use 
of a step attenuator S-parameter model correction suffered in the low output power 
ranges from -60 dBm to -30dBm due to the noise floor. From the harmonic output 
power spectrum, the noise floor was amplified to -50 dBm and -40dBm by the step 
attenuator S-parameter models at states of 10dB and 20 dB, respectively. The validation 
of the S-parameter model was determined from Figure 4.39, giving results that the S-
parameter model for the states of 10dB and 20dB are valid from -40 dBm and -30dBm 
and can be seen at points A, C and B, D, respectively. 
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Figure 4.25: Measured CW power transfer characteristic of a GaN transistor, which is
attached to a 50Ω load. The fundamental frequency is 2.1 GHz with the first 3
harmonics being measured. Label E and F show a power dip that is sourced by the
internal step attenuators of the utilised signal generator. 
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The maximum save input power for the sampling oscilloscope was determined from the 
summation of coupling factor of directional coupler (~ 35dB), the insertion loss of the 
step attenuator (0dB,~10dB,~20dB) and the maximum power input of electrical 
sampling module in use 80E20 (typically ~3dBm). The maximum power input for the 
sampling oscilloscope is found to be 35+0+3=38 dB for step attenuator at 0dB, 
35+10+3=48dB for step attenuator at 10dB, and 35+20+3=58 dB for step attenuator at 
20dB. If the step attenuator acceptable error band is defined at -40dB then by varying 
the step attenuator state the measurement system has achieved a dynamic range of up to 
98 dB. It is important to note that the step attenuator acceptable error for 20 dB state is 
valid from -30 dB.  
 
4.5 Conclusion 
 
The use of high precision and high repeatability characteristics of step attenuators to 
extend the dynamic range of high power RF measurement systems has been 
demonstrated to be an acceptable approach. In order to use the step attenuator S-
parameter model, the S-parameter characterisation of step attenuators was performed. 
The step attenuators characteristics are included as a data sheet. Validation of the step 
attenuation’s repeatability has been achieved for magnitude 0.03 dB and for phase 0.2 
degree over the interested frequency band of 45 MHz to 12 GHz. 
 
The four step attenuators were implemented in the measurement system in-between the 
direction couplers and the sampling oscilloscope. The step attenuator S-parameter 
model was imported into the measurement software. The measurement system was then 
calibrated with the step attenuator state set at 0dB. The first validation of measurement 
system was performed with a 7mm thru standard, which became the DUT. Attenuator 
states were investigated by performing the CW power sweep at the frequencies 2.1 
GHz, 4.2 GHz, and 6.3 GHz, and then comparing the output power spectrum of DUT at 
each step. Consequently, the correction output power spectrum at step attenuator 
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settings of 10dB and 20 dB has been achieved. However, the correction step attenuator 
S-parameter model is invalid whereas the step attenuators suppress the travelling wave a 
or b into the systems noise floor. 
 
The second validation of the measurement system was performed with a GaN transistor 
device that was addressed at DUT. The demonstration of the measurement system on 
the transistor device GaN was successful. The comparison of the voltage and current 
waveform at the output of DUT are obviously identical. The demonstration also showed 
that the power error comparison is on average 0.02 dB. The single tone CW power 
sweep was performed with a fundamental frequency 2.1 GHz. Consequently, the power 
spectrum comparison has also confirmed a positive result. The second and third 
harmonic power spectrum comparison has also shown good results. The power sweep 
spectrum of second and third harmonic exploits the level the system noise floor. 
However, the demonstration showed a limitation of the step attenuator when used at a 
high attenuation state because it causes a distortion of the harmonic contents. It is 
crucial to carefully determine the power harmonic level before deciding a suitable step 
attenuator state otherwise they could suspend harmonic information and this could 
introduce error correction via the step attenuators S-parameter model. When defining 
the error acceptable band comparison 0.01(i.e. at -40dB), the extended dynamic range of 
measurement system can be increase to 38dB, 48dB, and 58 dB for the step attenuator 
states of 0 dB, 10 dB and 20 dB, respectively. The whole dynamic range of the 
measurement system can achieve up to 98 dB. 
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Chapter 5 – S-parameter Characterisation of Harmonic 
Bypass Structure (HBS) 
 
5.1 Introduction 
 
A demonstration of the implementation of step attenuators into a high power RF 
measurement system has previously shown the validity of the use of a step attenuator S-
parameter model (see Chapters 3 and 4).This approach shows the ability of step 
attenuators to adjust significantly the dynamic range of the measurement system without 
the need for re-calibration, even if the step attenuation state changes. These advantages 
mean that the measurement system gains are capable of dynamic range. However, a 
number of constraints are encountered when using a step attenuator S-parameter 
approach. For example, sometimes an inappropriate setting of the step attenuator can 
distort the measured travelling waveforms due to the high attenuation adjustment of the 
step attenuator. This problem occurs when the measurement system is dealing with the 
huge difference of magnitude of the frequency components that contains the measured 
waveforms; for example, by assuming that the measurement system has been used to 
measure the travelling waveforms which are composed of high amplitude fundamental 
frequencies and other frequencies at a small amplitude. This assumption is normally 
generated by the non-linear behaviour of the active device. If the attenuation setting of 
the step attenuator is high, thereby enabling the measurement system to attenuate the 
amplitude of fundamental into the dynamic range of the receiver, the other frequencies 
with small magnitudes (e.g. the harmonic of the measured travelling waveforms), are 
pressed into the noise floor and lost. Consequently, the harmonic information has been 
suppressed. In the worst-case scenario, they have been distorted by the noise floor of 
measurement system. 
To avoid this problematic issue a new approach has to found and a new structure 
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developed, namely a Harmonic Bypass Structure (HBS), which is proposed for a range 
of solutions. The benefit of this solution is that the new structure simply replaces the 
step attenuator without the need to change anything else, even the procedure of the 
measurement software can remain unaltered. The only thing that has to be changed in 
the measurement software is to impose an HBS S-parameter model instead of a step 
attenuator S-parameter model. This HBS S-parameter model, as detailed in chapter 3, is 
directly obtained from S-parameter measurements. Further details are also discussed in 
chapter 6. 
 
This chapter details the S-parameter characterisation of an HBS, including the 
conceptual design, an explanation of how to build an HBS, and a simulation of an HBS 
to observe its behaviour and its S-parameters. Understanding the S-parameters of the 
HBS is of vital importance to the implementation of the S-parameter model into the 
high power RF measurement system. However, some limitations were found and these 
will be explored later in this chapter. This chapter will also explain the HBS simulation, 
which seeks to improve the HBS so that it can act as a measurement system above its 
limitations. 
 
5.2 Harmonic Bypass Structure 
 
5.2.1 Design Concept  
 
The HBS has been designed in order to improve the approach of using step attenuators 
in an RF high power measurement system. The objective is to overcome the problem of 
harmonics that have been suppressed because the step attenuator model has been used in 
the RF high power measurement system to characterise the active device (especially on 
the transistor devices application). Therefore, the design of the HBS has to be able to 
avoid distorting the harmonic of the measured signal. Consequently, there are two key 
functions that have to be achieved in this structure: firstly, it needs to be able to control 
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the attenuation the same as a step attenuator approach would behave; and secondly, it 
should be able to avoid suppression on a selected frequency band.  
 
Following the concept design, the travelling waveform has to decide if the frequency 
band is going to avoid suppression or if it is to attenuate its magnitude. When the 
frequency band has been decided, the next step is to decide the method that will be used 
to divide these travelling waveforms. 
 
In this research project, the design requirement of the HBS is an operating range over a 
frequency bandwidth spanning from dc to 20 GHz. The fundamental frequency of 
interest is about 2,100 MHz, which is most frequently used in commercial RF 
applications; therefore, the first design bandwidth would cover frequencies up to 
2,100MHz (or a bit more) but it would be less than 4,200 MHz as it will then reach the 
2nd harmonic. The second design bandwidth would cover from the 2nd harmonic of 
4,200 MHz up to 9th harmonic of 18,900 MHz, depending on the application and the 
designer. 
 
 
Figure 5.1: A concept diagram of a simplified HBS. 
 
  
+
X 
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The concept diagram in Figure 5.1 shows the flow from the entrance and exit signal 
from the HBS. In fact, the HBS works on the time domain, there is no conversion 
between the time domain and the frequency domain. However, the diagram presents the 
signal in a frequency domain only as a visual aid to illustrate the concept. Following the 
diagram, it can be seen that the travelling waveform that contains the dc, fundamental, 
and its harmonic will separate into two-frequency bandwidths. The first bandwidth 
contains the dc component, the fundamental and another bandwidth contains the 
harmonics. The fundamental is almost dominant in the measured travelling waveforms, 
and so its magnitude is quite high when compared with its harmonics. Consequently, it 
now has to be attenuated into a form suitable for the receiver. On the other frequency 
bandwidth path, the bandwidth (which contains harmonics) is kept constant and it is 
waiting for another bandwidth. Eventually, the two frequency bandwidths are 
recombined at the output of the HBS. This concept shows that the harmonics leave 
unchanged through the structure and so is quite unlike the step attenuator approach. 
Using an HBS avoids the introduction of both suppression and distortion.   
 
 
5.2.2 Component and Functionality 
 
Choosing the components that are required to build the HBS is challenging because they 
need to be cost effective, reliable, and easy to build. There are a wide variety of RF and 
microwave components that are commercially available and a number of manufacturers 
provide high quality and high specification components; however, if this path alone 
were to be followed then consumers would quickly find that the costs would rise. 
Hence, a cost effective compromise solution has to be found which includes component 
functionality and quality. Consumers have to spend more time considering and 
eventually make a decision on the required components. Similarly, choosing the 
components for the HBS takes time and requires more effort to compromise between 
cost effectiveness and functionality. However, the selection of components for HBS on 
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this project was based on both the availability of components in the Centre for High 
Frequency Engineering, and an alternative option based on the use of components that 
have been sourced externally. Therefore, it is possible to design either alternative HBS 
circuitry or another configuration that is different from the HBS, as described in the 
next section (see Figure 5.2). 
 
A step attenuator was chosen for use in this research project because it provides the 
controllable attenuation that is required in the HBS. Hybrids have been considered as 
part of the HBS because of their ability to divide and integrate the input signal at the 
first and final stages. The last component of the HBS that has been considered was the 
Low Pass Filter (LPF). The interesting function of an LPF is its ability to separate the 
frequency bandwidth. It also allows the frequency below its cut-off frequency to pass 
through. The specification of these components is shown in Table 5.1  
 
The HBS has been built to provide the full features that are stated in the design. It 
consists of three 90o hybrids (which are labelled as H1, H2 and H3), two low pass filters 
(which are labelled as LPF1 and LPF2), and a programmable attenuator, which have 
been constructed as shown in Figure 5.2. The HBS is configured as a two-port network. 
The input port and the output ports are at the input port 1 of the hybrid H1, and the 
output port is the output port 3 of hybrid H3. The HBS can be divided into three 
modules. The first, second, and third modules of the HBS are a bandwidth division 
module, an attenuation control module, and a bandwidth integration module. The 
bandwidth division module consists of two hybrids that have been bridged together 
through two low pass filters. Output ports 2 and 3 of hybrid H1 correspond to input port 
1 and isolation port 4 of hybrid (H2) respectively. Output port 2 of hybrid H2 is 
terminated by matching impedance 50 Ω since there is no reflection from this port and 
because it aims to terminate the signal at this port. The nearby output port 3 of hybrid 
H2 is connected to a programmable attenuator, which is called the attenuation control 
module of the HBS. Output isolation port 4 of hybrid H1 of the bandwidth division 
module is connected to isolation port 4 of hybrid H3. The attenuation control module of 
the HBS is constructed only of a programmable attenuator that has bridged the 
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bandwidth division module to the bandwidth integration module. Like the attenuation 
control module, the bandwidth integration module also consists only of a hybrid H3. 
The other output port 2 of hybrid H3 is terminated by the matching impedance 50 Ω, 
and for the same reason as the output port 2 of the hybrid H2 (i.e. it aims to stop the 
reflection and terminated signals). Finally, the last output port 3 of the hybrid H3 
becomes an output of the HBS. Almost all of the connectors in the HBS are 3.5mm; the 
only exception is the connector in the step attenuator, which is an SMA. Due to the long 
distances between the isolation port 4 of hybrid H1 and the isolation port 4 of hybrid 
H3, an RF cable has been used to link the two.  
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Figure 5.2: HBS configuration . 
  
Figure 5.2 shows the operation of a real HBS configuration. The blue, green, and red 
solid lines represent the input travelling waveforms, the frequency bandwidth that 
contain the harmonics, and the frequency bandwidth that contains the fundamental. 
Input signals entering port 1 of hybrid H1 are evenly divided between ports 2 and 3, 
with a 90o phase shift between these outputs. Both signal output ports 2 and 3 enter LPF 
1 and LPF 2, respectively. At this stage, the original single bandwidth input has been 
divided into two separated bandwidths: firstly, the frequency bandwidth that contains 
the fundamental (red line) is filtered through a LPF; and secondly, the reflected signal 
(green line) from the LPF contains the harmonic. Looking at the concept diagram it can 
be seen that the bandwidth division in the HBS is achieved by the LPF. In the next 
stage, both of the LPF output signal waveforms of the fundamental bandwidth enter the 
input port 1 and isolation port 4 of hybrid H2. Similarly, the signal input (either port 1 
or port 4 of hybrid H2) is divided between port 2 and port 3. However, because of the 
termination of port 2 by 50 Ω impedance, the only interesting signal input is the output 
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signal port 3. The signals are combined between the coupling signal from post 1 and the 
transferred signal from post 4. These combination signals are significant only for adding 
its signal power, the frequency bandwidth remains unchanged. In the next state, the 
output signal from post 3 of Hybrid H2 enters into the attenuation control module of the 
HBS where the step attenuator attenuates it. The attenuated signal passes into the last 
module of HBS by entering at port 1 of hybrid H3. Returning to another path, the 
reflection signals (i.e. the green line) from both of the LPFs form together at output port 
4 of hybrids H1. These reflection signals travel through the RF cable, which is linked to 
the isolation port 4 of hybrids H3. Finally, the operation of the HBS is present at output 
port 3 of hybrid H3. Hybrid H3 integrates the whole signal from port 1 and port 3 into 
output port 3.  
 
Table 5.1: The HBS’s component specifications. 
 
5.3 An ADS Simulation of HBS   
 
The harmonic balance and S-parameter simulations have been conducted in an ADS 
simulation in order to observe HBS behaviour. Harmonic balance, the first simulation, 
aims to investigate the functions of HBS so that it is able to function properly according 
to the design. The harmonic balance simulation describes the wave form signal output 
from the structure in terms of phase and magnitude. The harmonic balance simulations 
will provide information about how much is lost in the structure and how much phase 
has been shifted. They can also show the selected frequency band that has to be 
attenuated and the frequency band which has been passed through.  
Items Description Type 
1 90o Hybrid 1-18 GHz KRYTAR Model 1831 
2 Low Pass filter (LPF) 1450-3700 MHz Microlab LA 
3 Programmable attenuator 0-70 dB 10 dB/step dc-26.6 
GHz 
 HP 33331H 
5  cable DC-67GHz GORE 
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Secondly, the S-parameter simulation will be conducted in order to observe the HBS’s 
S-parameter characteristics. It will be used to compare the measured HBS S-parameters 
that will become the S-parameter model that is going to be used instead of the step 
attenuator S-parameter model. The HBS S-parameters will also show the adjustable S-
parameter characteristics which correspond to the changing attenuation of the step 
attenuator. The adjustable S-parameter can limit only on the desired frequency 
bandwidth stressed by the fundamental.  
 
5.3.1 Harmonic Balance Simulation 
 
5.3.1.1 Harmonic Balance Simulation Setting 
 
 
 
     (a)                                                                 (b) 
 
Figure 5.3: An ADS simulation schematic diagram: (a) Main schematic shows the 
source voltage input; (b)A schematic diagram of HBS. 
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Figure 5.3 shows the HBS simulation on CAD tools using ADS simulation software. 
The 2 port network of the HBS has been implemented in Figure 5.3(b). Ports P1 and P2 
are the input port and output port of HBS. Hybrid HYB1, HYB2, and HYB3 are the 
hybrid H1, H2, and H3, respectively. Output port 2 of hybrid HYB1 and HYB3 are 
terminated by 50 Ω terminators (labelled Term 3 and Term 4). The voltage monitors 
have been defined over the connection of each component (the defined voltage monitors 
are shown in Table 5.1). The analysis has focused on the Vin, HarPass V3, Vf and Vout 
because these voltage monitor points express important characteristics of the HBS.  
 
The ideal built-in model components in the ADS simulation software are almost all used 
in the HBS simulation, the only exception is the step attenuator. The step attenuator 
component model has been built on the user defined S2P data file model 
Atten_model_Jonny. This model is based on the measured S-parameter data of the step 
attenuator HP 3331H, which can provide attenuation from 0 dB up 70 dB on 10dB/state. 
The measured S-parameters provide the full 2 port S-parameter S11, S22, S21, and S22, 
the frequency bandwidth 45Mz-20GHz, and 201 data point. This data was measured by 
HP8510. The S-parameter data has been stored in a generic MDIF digital file type. This 
data can be accessed on a Data Component Access (DAC) ADS simulation tool. The 
Atten_model_Jonny step attenuator model provides two setting parameters: State and 
Attenuator. State refers to the attenuator state and the Attenuator refers to the attenuator 
number.  
 
The harmonic balance simulator has been set up as a single tone in this simulation. The 
fundamental frequency of interest is 2.100 GHz on 50 Ω environment. The harmonic 
voltage source has been used in order to simulate the harmonic up to order 5. The 
arbitrary amplitude voltage source has been set as in the table below. 
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Name Name 
Vin :  input voltage signal port 1 HYB1 V3: output voltage port 3 of HYB2 
HarPass : by pass voltage signal  V4: output voltage port 2 of HYB2 
V1 : output voltage port 2 of HYB1 Vf : output voltage of attenuator 
V11 : output voltage of LPF2 Out1 : output voltage port3 of HYB3 
V2 : output voltage port 3 of HYB1 Vout2 :output voltage port 2 of HYB3 
V21: output voltage of LPF1  
Table 5.2: Voltage monitors synonyms. 
 
 
Name Type F1  V(1) V(2) V(3) V(4) V(5) 
V_nharm Voltage  2.1 GHz 100 V 30 V 50 V 10 V 30 V 
Table 5.3: Voltage source.  
 
 
Name Type Loss GainBal PhaseBal 
HYB1,2,3 Ideal build-in ADS sim. 0 dB 0 0 
Table 5.4: 90 Hybrids. 
 
 
Name Type F pass F stop A stop N 
LPF1,2 Chebyshev 4GHz 4.2 GHz 20 dB 13 
Table 5.5: Low pass filter. 
 
 
Name Type Variable X Attenuator No 
Atten_model_Jonny User defined P2P s-parameter 
data. 
0,1 1 
Table 5.6: Attenuator. 
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5.3.1.2 Simulation Results 
 
The harmonic balance simulation was performed under two different conditions. The 
first condition was conducted on the step attenuator set at a value of 0dB and the second 
was conducted on a step attenuator value of 10dB. The other variables remained 
unchanged throughout. The observations in this simulation have focused on the voltage 
as previously defined. These voltages express the behaviour of the HBS.  
 
Investigation of the characteristics of measured waveforms has been easily done in 
terms of amplitude and phase information while the waveform is present in the time 
domain; however, they lack frequency information. Fortunately, waveforms in a 
frequency domain can provide the missing frequency information. Therefore, the results 
of the HBS simulation are presented in both time domain and frequency domains.  
 
Figures 5.4 and 5.5 illustrate the results of the HBS simulation where the step attenuator 
setting is 0dB. The input voltage waveforms (Vin) consist of fundamental and 
harmonic; 2nd, 3rd, 4th and 5th (which is the power component that is shown in Table 
5.7).The Vin signal enters the bandwidth division module of the HBS at port 1 of hybrid 
HYB1. There are two output voltage signals from the first module: firstly, the output 
port 3 of HYB2; and secondly, the isolation port 4 of HYB1. Figure 5.5 depicts the 
HarPass voltage and V3 as the output voltage port 3 of HYB2 and output voltage port 4 
of HYB1, respectively. These output waveforms show clearly that the bandwidth 
division module of the HBS is able to divide the input frequency bandwidth.  
 
Control of the attenuation of the HBS has been achieved by the use of a step attenuator, 
which is shown in the output voltage waveforms at terminal of Atten_model_Jonny step 
attenuator model as defined V3 and Vf. The amplitude V3 and Vf (Figure 5.5) is 
identical when the simulator has set the attenuation to be 0dB. There is phase shift 
between the two that is a result of the characteristics of the step attenuator. Amplitude 
Vf decreases while the 10 dB attenuation was applied. The amplitude difference 
between Vf at 0dB and Vf at 10dB is about 9.07 dB, which shows a good agreement, 
121 
 
while the changing of the step attenuator of the HBS is 10dB. 
 
The phase information of the HBS is not an observation aspect because the HBS is only 
used to control the amplitude of the input signal and, consequently, there is no need to 
measure what the phases are. Additionally, while the measurement software performs 
the HBS S-parameter model to compensate the measured signal, it does not need to 
access the phase information directly; however, if the user is dealing with the HBS’s 
input raw data in the measurement software then the result of simulation in term of 
phase information could be predicted from the output signal shapes. It is difficult to 
predict the exact phase shift when the step attenuator is changing its operating state. 
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(a)                                                                            (b) 
Figure 5.4: Voltage input and output resulting from simulation at step attenuator 
setting 0dB (Atten_model_jonny state=0), (a) Input and output Voltage waveforms in 
time domain (b) Input and output voltage magnitude  spectrum (dBm). 
(a)                                                                                (b) 
Figure 5.5: Input and harmonic bypass voltages resulting from simulation at step 
attenuator setting of  0dB (Atten_model_jonny X=1), (a) Input and harmonic bypass 
voltage waveform in time domain (b) Input and harmonic bypass voltage magnitude 
spectrum (dBm). 
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Figure 5.6: Voltage input and output resulting from simulation at step attenuator setting
of 10dB (Atten_model_jonny X=1), (a) Input and output Voltage waveform in time
domain (b) Input and output voltage magnitude spectrum (dBm). 
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Figure 5.7: Input and harmonic bypass voltages resulting from simulation at step
attenuator setting of 10dB (Atten_model_jonny X=1), (a) Input and harmonic
bypass voltage waveforms in time domain (b) Input and harmonic bypass voltage
magnitude spectrum (dBm). 
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The appearance of the signal waveforms shapes is clearly different between the input 
and output port. This deformation is caused from the new mixed amplitude between the 
fundamental and harmonic. In particular, the significant change is fundamental. 
Investigation of the output signal of HBS under the different conditions of the step 
attenuator shows that the degree of deformation in the waveform shape is increasing (as 
can be seen in Figures 5.4 and 5.6). It is important to note that if the amplitude of the 
fundamental is less than the amplitude of harmonic then the waveform shape is 
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 Table 5.7: Voltage simulation results for the step attenuator setting 0dB. 
Table 5.8: Voltage simulation results for the step attenuator setting 10dB. 
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extremely different, which has to be taken into account when the HBS is implemented 
in the measurement system. It is possible to avoid huge deformation in the waveform by 
ensuring that the amplitude of the fundamental remains above the amplitude of the 
harmonic. 
 
The insertion loss of the HBS is a crucial aspect of the model. The S-parameter 
simulation will be used to determine the total insertion loss along with the entire 
frequency band. Although in the case of the harmonic balance simulation, the individual 
frequency can easily determine the insertion loss. The results show that when the 
condition of the step attenuator is 0dB then the insertion loss of fundamental is 7.22 dB 
and the insertion loss of the harmonic is on average 3 dB (computing from input and 
output magnitude, see Table 5.7). When the step attenuator is set at 10dB then it is not 
entirely surprising that the insertion loss increases to 17.86 dB (adding 10dB by step 
attenuator, see Table 5.8). On the other hand, as expected, the harmonics remain at 
similar values and the average insertion loss is about 3 dB. 
 
In summary, the HBS simulation on a harmonic balance simulation has shown an 
achievement of HBS functionality. The frequency bandwidth can be divided at input by 
the hybrid and the LPF, and they can subsequently re-combine it at the output. The 
harmonic has been passed through the structure linked between isolation port 4 of 
HYB1 and HYB3 without distortion. Lastly, the magnitude of the fundamental can be 
controlled by the step attenuator. The simulation shows that the expected insertion 
losses of fundamental 2.1GHz and the harmonic are about 7dB and 3dB, respectively; 
or, almost all the loss caused by the hybrids. The appearance of the output signal 
waveforms have been changed due to the new combination between the restricted 
fundamental amplitude and the passed harmonics at the output of the HBS.   
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5.3.2 S-parameter Simulation  
 
Figure 5.8 shows the HBS ideal S- parameters, this figure presents the S12 or S21 
parameter. 
 
 
 
 
 
 
 
 
 
Figure 5.8:Ideal S-parameters for HBS. 
 
The ideal S-parameter; S12 or S21 of lossy HBS on entire bandwidth dc to 20 GHz is 
shown in Figure 5.8. The desired S12 characteristic is an adjustable boundary from 0dB 
down to 70 dB along the dc-3.750 GHz, which corresponds to the setting value of the 
step attenuator. For example, if the setting value of the step attenuator is changed in a 
sequence of 0dB, 10dB, and 20 dB then S12 should follow the values 0dB, -10dB, and -
20 dB, respectively. In the step attenuator HP 33331H, S12 could be able to reach down 
to - 70 dB in 10 dB steps. S12 is desired to be constant at 0dB along the bandwidth 
3.750 -20 GHz. In practice, the insertion loss of the HBS exists as the behaviour of its 
components. 
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5.3.2.1 S-parameter Simulation Setting 
 
Figure 5.9 illustrates the HBS schematic diagram for the S-parameter simulator. The 
HBS component model was re-built in the measured S-parameter data file model, this is 
a method, which aids the realism of the simulation. The 4 port hybrid S-parameter data 
was measured by a PNA-X Agilent. The 2 port S-parameter data of the LPFs and step 
attenuator were measured by a VNA HP8510. Although the LPFs and step attenuator 
can also be measured by a PNA-X, it was heavily used by the other users of the 
laboratory and, consequently, the HP8510 has been used instead. The measured S-
parameter data of each component will be described later in the measured S-parameter 
topic.  
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Figure 5.9: HBS schematic for S-parameter simulation (ATT1 is a step attenuator 
and it used the S-parameters of Hp 33331H serial 474). 
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The S-parameter simulation was performed over frequencies of 0.5 – 20 GHz at 0.2 
GHz resolution steps. The intention was to cover the fundamental frequency at 2.1GHz 
and spread over the operational bandwidth of the HBS components, which are normally 
limited by either the hybrids or the LPF at 18GHz in the 50Ω environment. Port 1 and 
port 2 in the HBS schematic are defined by the input and output ports, respectively. 
ATT1 varied the attenuation from 0-70 dB in 10 dB steps.  
 
 
5.3.2.1 S-parameter Simulation Results 
 
 Figure 5.10 shows the S-parameters of the HBS. Both S12 and S21 are identical curves. 
The setting of the step attenuator was 0dB at a starting frequency sweep of 0.5 GHz. 
S12 increases magnitude from -11dB to 4dB at 1GHz, a point that is the starting 
operating bandwidth of the hybrid. The curve slightly declines, until at 3.5 GHz the 
average was -5 dB. The S12 then suddenly drops to almost -25dB at 3.6GHz, after 
which the S12 rises sharply to -4.8dB at 4.1GHz. It then continues to decline to -8dB at 
14 GHz. The S12 curve fluctuates over the frequencies 14 -20 GHz. At the next step 
attenuator setting of 10 dB the S12, curve increases from -18.5dB to -13.38 dB at 1 
GHz. It then continues down to -16.52 dB at 1.9 GHz before starting a few fluctuations. 
After which it raises to -13.26 dB at 3.6 GHz. Once again, the S12 drops suddenly to -
26 dB at 3.7GHz. It then it follows the same pattern as S12 where the step attenuator is 
set at 0dB. The control settings of the step attenuator are 20dB, 30dB, 40dB, 50dB, 
60dB, and 70dB which gives the S12 curve a similar trend along the bandwidth of 0.5 -
3.7 GHz. The S12 drops to a value between -30 and -45dB at 1GHz. It then fluctuates 
and rises to meet the other S12 curve at 3.7 GHz. The whole S12 of the HBS can be 
called a likeness over the bandwidth 3.7 GHz to 20 GHz. The reflection of HSB can be 
defined from the S11 and S22. The overall reflection averages -30dB over the 
bandwidth of 0.5 – 10 GHz. It slightly increases over the bandwidth 10 -20 GHz at an 
average -20 dB. 
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The result S12 shows the insertion loss over the frequency bandwidth of the HBS. The 
insertion loss is about -4 dB at 1GHz, which decreases to -10dB to 15 dB at 20GHz. 
The insertion loss is controllable along the bandwidth of 0.5 -3.7 GHz. If it is focused 
on a fundamental of 2.1 GHz then the insertion losses are 5.1dB, 16.33dB, and 27 dB, 
which correspond to 0dB, 10dB, and 20 dB of a step attenuator.  
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 Figure 5.10: HSB S-parameter simulation results (the HBS was varied from 0dB to 
70 dB 10 dB step resolution). 
(b) S11, S22 of HBS
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Although the S12 shows good results over the step attenuator settings of 0dB, 10dB, 
and 20 dB, the drawback of the HBS is that it cannot reach the requirement of S12 over 
the step attenuator settings of 30dB, 40dB, 50dB, and 60 dB. The cause of this was 
found after an investigation of the S-parameter data model of the HBS components and 
the harmonic balance simulation results, which found that the control S12 could not 
meet the requirement below -30dB. This is a result of some of the reflection 
fundamental frequencies that are generated by the LPF that travel through the bypass 
path which links the isolation port 4 of hybrid H1 and H4 (see Figure 5.2). The reflected 
signal power of the LPF is related to the control of the attenuation of the HBS. The 
reflection of the LPF is about -30 dB (S11, see Figure 5.12). If the step attenuator blocks 
the fundamental below -30 dB then the reflection of the fundamental from LPF is 
apparently an influence at the HBS’s output port. 
 
To overcome the limitations of the HBS, two modified HBS circuits have been 
investigated with an S-parameter simulation. Figure 5.11 illustrates the modified HBS 
circuitry. An ideal isolator was installed between an isolation port 4 of hybrid 1 and an 
isolation port 4 of hybrid 3, thereby enabling the HBS to stop the reflected fundamental 
from the LPF. 
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Figure 5.11: Modified HBS - an isolator has been installed between hybrid 1 and 
hybrid 3. 
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Figure 5.12: HBS S-parameter results - HBS was modified by including an isolator. 
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Figure 5.12 shows the S-parameter simulation of an HBS-isolator modifier. The S-
parameter simulation was performed on a frequency sweep 0.5-20GHz at 0.2 step 
resolutions, the components remained unchanged. The isolator was varied from 10dB to 
100dB in 10dB step resolutions. It is seen that the S21 and S12 characteristic is not a 
requirement. Although S12 is changed, the S21 is not able to control below -30 dB of 
the step attenuator; in other words, it keeps the same characteristic. 
 
The second modified HBS is shown in Figure 5.13. Instead of using isolation, the HBS 
was modified by a High-Pass Filter (HPF). The cut-off frequency passband of the HPF 
has been set to 4GHz. 
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Figure 5.13: A modified HBS - a high pass filter (HPF) has been installed between hybrid 1 
and hybrid 3. 
 
135 
 
The S-parameter simulation on this set-up was performed in same manner (i.e. a 
frequency sweep of 0.5GHz to 20 GHz with a step attenuator setting of 0-70 dB in 10dB 
steps). Figure 5.16 depicts the results of this simulation. The results show that the S12 
and S21 are identical; they both reach the requirement of the HBS characteristics. The 
HBS is able to control the S12, while the step attenuator has gone below -30 dB. S12 on 
the frequency bandwidth 0.5- 4 GHz is well behaved, while the step attenuator is set at 
0dB, 10dB, 20dB, and 30dB, and their curve is constant and smooth. Although S12 can 
reach to 40dB, 50dB, 60dB and 70 dB on this band, their curves are fluctuating and 
rising to -30 dB at a frequency of 3.7 GHz. It is important to note that the fluctuation 
curves behave like the reflection passband of an LPF.  
  
On the other hand, S22 and S11 are quite high when compared with S11 and S22 of the 
HBS without HPF. S22’s curve tracks from -5 dB, declines to -10 dB at 4GHz, and then 
suddenly drops to -30dB at 4.5 GHz. In contrast, S11 behaves opposite to and is unlike 
S22, its curve is average at -30dB at frequency band 0.5-3.7 GHz, after which it rises 
shapely to -10 dB at 4 GHz. This characteristic of both S11 and S22 is caused by both 
the LPF and the HPF. 
 
In summary, the S-parameter results show that the HBS provides the S-parameter 
characteristic as required up to 30 dB. Although the HBS can provide control of S12 on 
0.5-3.7 GHz at a frequency band of up to 70 dB, they have to modify the structure by 
adding an HPF that takes place between port 4 of hybrid 1 and port 4 hybrids. An HPF 
is used in the HBS with the aim of blocking the reflected fundamental frequency from 
the LPF, which influences the output port of the HBS. The response of the S-parameter 
curve is greatly influenced from the LPF or HPF. Therefore, when implementing the 
HBS the specification of the LPF has to avoid the undesirable output signal at the output 
port of the HBS. 
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 Figure 5.14: HBS S-parameter results (the HBS was modified by including a HPF). 
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5.4 S-parameter Characterisation of the HBS   
 
Usually an S-parameter characterisation of RF or microwave networks is used to 
investigate the behaviour of interested or designed networks. The S-parameter 
characterisation is achieved by a Vector Network Analyser (VNA). In this section, the 
S-parameter of the HBS and its components was measured by VNA HP8510 and PNA-
X Network Analyser Agilent N5242A. The following results show the S-parameter of 
each component; confirming its qualification such as gain flatness, insertion loss, 
frequency bandwidth range.   
 
 
5.4.1 Calibration and Measurement  
 
The 2 full port SOLT (short, open, load and through) was used to calibrate the VNA 
HP8510 with the 3.5 mm Agilent standard. The frequency band spans from 45MHz to 
20 GHz with 801 data points. Some HBS components were measured by a 4 port PNA-
X, the calibration was done on an electronic calibration module with a 3.5mm 
connector. The frequency band setting on PNA-X spans from 0.5- 20GHz, with 3,200 
data points. 
 
The measurement configuration of HBS for HP8510 is similar to the measurement 
configuration of the step attenuator that was described earlier in Chapter 3. The 
measurement process is the same as that used for the step attenuator measurement, with 
repeated measurement of 20 samples along with the step attenuator settings that varied 
from 0 dB to 70dB. Because the step attenuator is part of the HBS, it has to measure the 
S-parameter over its operating range of 0dB-70dB. In association with the computer 
controller and HP8510, the S-parameter was processed and was stored in an IGOR 
binary file that is easy to analyse and to proceed the S-parameter model.   
 
 
138 
 
5.4.2 Results and Discussion 
 
Figures 5.17, 5.18, and 5.19 have shown the S-parameter characterisation of each 
component of the HBS. The hybrid was characterised by PNA-X because it can measure 
a 4 port network. The LPF and step attenuator were characterised by HP8510. The S-
parameter characteristic of each component shows a good agreement to its specification 
(see Appendix B).In the hybrid the insertion loss is a flat 3 dB over a valid frequency of 
1-18 GHz, reflection is an average of -30dB. In the LPF, the insertion loss is 0dB over 
the passband 1.350-3.750 GHz, while rejection reaches 80dB in a frequency band of 8-
14 GHz. The LPF has to be careful while it operates up to 16GHz to 20 GHz because 
the rejection is decreased to 10 dB and a ripple of 0dB to 20 dB. The reflection of the 
LPF ripples between -20 dB to 40 dB on passband. The step attenuator shows good 
behaviour over the control attenuation 0dB-30 dB; however, there is some distortion 
while the attenuation is between 40dB-70 dB, especially at a high frequency of 18-20 
GHz. The reflection is satisfied below -30 dB.  
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Figure 5.15: 4 ports S-parameter characterization of the 90o hybrid (measured by PNA-
X Network Analyser Agilent N5242A). 
Figure 5.16: 2 ports S-parameter characterisation of the LPF (measured by VNA 
HP8510). 
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Figure 5.17: 2 ports S-parameter characterisation of the step attenuator (measured by 
VNA HP8510). 
 
Figures 5.18, 5.19, and 5.20 show the results of the S-parameter characterisation of the 
HBS. It is obvious that the HBS has achieved the S-parameter requirements up to 30 dB 
of the step attenuator control. This limitation is caused from the reflection of the 
fundamental from the LPF. The insertion loss in the HBS is about 5 dB and it increases 
to 10 dB along the frequency bandwidth of 1GHz to 20 GHz. There are two interesting 
feature of S12 or S21. Firstly, on the bandwidth 1GHz to 3.7 GHz, the measured S12 or 
S21 curve is found to fluctuate more than the simulation results (as can be seen in 
Figure 5.21). Most fluctuation occurs when the step attenuator is set at 20dB or 30 dB, 
which is caused by the behaviour of the LPF. Secondly, fluctuation also exists on the 
bandwidth 14-20 GHz. This result is similarly derived from the behaviour of the LPF 
with its rejection lower than 20dB. In other words, the LPF provides good operation 
only up to 14 GHz. On the other hand, the S11 and S22 have been found to agree with 
the simulation, both S11or S22 curves drop in boundary -20 to -30dB.  
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In brief, the HBS can provide a good operational bandwidth of 1-14 GHz and can 
control the attenuator on a fundamental of up to 30 dB. Moreover, the S-parameter is 
unique to each HBS. Although the appearance of the HBS is similar, the plotted lines 
are slightly different depending on the unique characteristics of each component; for 
example, Figures 5.20 and 5.22 show different S22 characteristics due to the difference 
of the step attenuator. In cases where S21 or S12 is significant in the HBS S-parameter 
model then generally the difference of the plotted line is about 0.1-0.3 dB. Therefore, 
the unique characteristics of the HBS have to be treated carefully in the S-parameter 
model because it is significant in terms of the accuracy of the measurement systems. 
 
Figure 5.21 illustrates the S-parameter comparison between the measured S-parameters 
and the simulated S-parameters. It can be seen from this comparison that the simulated 
S12 is less than the measured S12 along the bandwidth of 4.0GHz to 16 GHz; because 
of this, the insertion loss of the cable that links hybrid H1 and hybrid H3 can be 
assumed to have no loss. 
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      (a) S12 of HBS 
 
      (b) S21 of HBS 
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Figure 5.18: S-parameter characterisation of HBS (based on step attenuator serial 
839) These S –parameters were measured by PNA-X Network analyser Agilent 
N5242A. (a) S12  (b) S21. 
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             (a) S12 of HBS 
 
      (b) S12 of HBS 
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Figure 5.19: HBS S12 present in the interested frequency range (a) 0-5 GHz (b) 
14 -20 GHz. Two bandwidth ranges show the fluctuation curve of S12 (the HBS 
is based on step attenuator serial 839). 
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      (a) S22 of HBS 
 
 
       (b) S11 of HBS 
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Figure 5.20: An S-parameter characterisation of HBS (based on step attenuator
serial 839). These S-parameters were measured by PNA-X Network Analyser Agilent
N5242A. (a) S22 (b) S11. 
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(a) S12 (b) S21 (based on the step attenuator serial 474). 
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Figure 5.22: A comparison between HBS S-parameter and HBS measured S-parameter
(a) S11(b) S22 (base on the step attenuator serial 474). 
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5.5 Conclusion 
 
A characterisation of the HBS S-parameter has been achieved in this chapter. The 
functionality of the HBS has been verified on an ADS simulation. The harmonic balance 
simulation confirms that the signal input can be divided into two frequency bandwidths, 
the HBS can avoid harmonic distortion, and the fundamental has been attenuated 
successful by the step attenuator. The S-parameter simulation shows the S-parameter 
data of the HBS, which informs our understanding of the behaviour of the HBS. The 
drawback of the use of a HBS has been found to be its limitation when blocking the 
fundamental in between the isolation port 4 of hybrids H1 and H4, which is intended to 
link together only the harmonics. Although a solution has been found by inserting the 
HPF to filter out the frequency band below the harmonic, the solution has not been 
implemented due to the existing HBS that is still suitable in the current measurement 
system. The HBS S-parameter data has shown good agreement between the simulated 
S-parameter data and the measured S-parameter data. The measured S-parameter data of 
the HBS will proceed in the S-parameter model and will be stored in the IGOR binary 
format. The next chapter will demonstrate the HBS in a practical measurement system.  
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Chapter 6 - Improving Dynamic Range with an Harmonic 
Bypass Structure 
 
6.1 Introduction 
 
A demonstration of the use of step attenuators to extend the measurement system 
dynamic range appeared in Chapter 4. Although the use of a step attenuator can extend 
the dynamic range, the measurement system has been found to suffer a constraint in the 
harmonic content while inappropriate attenuation is switching in. This event can occur 
if the measurement system is used to characterise high power amplifier devices with 
high gain. Chapter 5 introduced the HBS. It was found to be possible to use a HBS to 
overcome the problematic issues that are experienced by the measurement system. The 
HBS provides the specific attenuated frequency that is the fundamental frequency while 
allowing the other harmonic frequency bands to pass through. Therefore, the S-
parameter characterisation of the HBS that is used to compose the HBS S-parameter 
model has been accomplished.  
 
This chapter will give a demonstration of an extended dynamic range in RF 
measurement systems using an HBS, which has been implemented instead of a step 
attenuator. An HBS extends the dynamic range of the measurement system while 
overcoming the harmonic distortion issue. Similarly, the approach of using an S-
parameter model to compensate the measured signal was also used in the HBS 
approach. This chapter will discuss a number of topics that are associated with the 
measurement configuration, including the software configuration, the calibration 
method with TRM short, and the measurement procedure.  
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6.2 Measurement System Configuration  
 
6.2.1 System Configuration 
 
 
Figure 6.1: A simplified schematic diagram utilising HBS within the measurement 
system.  
 
The high power RF measurement system that is given in [1] was used in this 
demonstration. This measurement system is based on a four channel sampling 
oscilloscope with an harmonic load pull capability. Figure 6.1 shows the simplified 
measurement system. In fact, a number of RF switches are installed in the measurement 
system that enable it to diversify the signal source to the input or output of the 
measurement plan; thereby, connecting the other parts of measurement system (such as 
the harmonic load pull, the source pull system, or the external power amplifier which 
enables the RF sweeper source to reach the desired power). However, the important 
parts of the demonstration have focused on the HBS, which takes place between the 
direction coupler and the sampling oscilloscope. This HBS deals with the measured 
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incident and reflected travelling wave from the DUT at the output of the measurement 
plan. It is important to note that only two sets of HBS are installed in the output of the 
measurement plan because of the issue of cost. Two step attenuators are installed on the 
input measurement plan, which are acting on the incident and reflected travelling wave 
from the input measurement plane. The other setting parts of the measurement system 
are:  
1. RF Sweeper - This sweeper is used as a CW source for this measurement 
system. An Agilent 83623B sweeper was used in the demonstration, providing a 
frequency range from 10MHz to 20GHz (maximum output 20dBm). 
2. Narrow Band Power Amplifier - This amplifier is used to amplify the signal 
power from the RF sweeper. In the demonstration, the operating band was 
2.110GHz to 2.170 GHz, providing a gain of up to 40 dB (maximum output 
power 51dBm).  
3. Directional Coupler - A four port directional coupler is used. This is able to 
capture the incident and reflected signal separately, providing a coupling factor 
of 35dB with broadband frequency. 
4. Bias Tee - Two 90o hybrids are joined together as a back to back configuration to 
form the bias tee that provides the external DC power supply to the DUT. 
5. DUT – The DUT in this set up is an extensive transistor device GaN model 
NPTB00050, providing a maximum average output of power at 3dB, gain 
compression (typically 50 W), and which is optimised for broadband operation 
from dc-4.0 GHz (more detail in Appendix B). The GaN transistor is mounted in 
a test fixture with a 50 Ω matching line transformer. The test fixture incorporates 
a temperature regulator, which consists of a cooling and heating system with a 
USB computer interface that is controlled by the NI Labview application 
software. The demonstration can take an advantage of this test fixture so that it 
can neglect temperature as a factor of the transistor device. 
6. Sampling Oscilloscope – In the demonstration, the sampling oscilloscope was a 
Tektronix CSA8000 with 80E02 sampling module. 
153 
 
 
 
Figure 6.2: The practical realisation of a measurement system that employs HBS. 
 
 
6.2.2 Measurement Software Configuration 
 
The modification of the measurement software for implementing the S-parameter model 
was discussed earlier in Chapter 3. These modifications provide an extensive utility tool 
to embed new S-parameter models into the measurement software, which helps the user 
to import the new S-parameters of newly inserted devices more easily. Basically, four S-
parameter models are imposed in the measurement software, corresponding to four 
measured travelling waves, which are: a1and b1 at input of DUT; and, a2 and b2 wave 
at output of DUT. However, as can be seen in Figure 6.1, only two new HBS S-
parameter models are replaced. This happened because there were only two HBS units 
at the output of the DUT. The two-step attenuators on the input DUT side remain the 
HB
Bias Tee 
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same as in the demonstration in Chapter 4. Therefore, the two-step attenuator S-
parameter models were unchanged.  
 
The measurement system can extend the dynamic range. The measurement system 
accuracy depends on a number of factors amongst which is the accurate S-parameter 
model. An S-parameter model is given in Equation (1), which rewrites the equation 
from Chapter 3 for convenience. The variables in this equation can be categorised into 
two groups: the first are the four S-parameters of the HBS, and the second are the 
reflection coefficients ᴦS and ᴦL looking into a directional coupler and a sampling 
oscilloscope, respectively. These variables have a huge impact on the accuracy of the S-
parameter model and they consequently impact on the correction of the measured 
travelling wave a and b from the DUT. Special care has to be taken while the first group 
of variables are measured and modelled (as in Equation (1)) because an early attempt at 
a measurement demonstration has shown that the accuracy impact of the measurement 
system depends on the S-parameter’s data more than the ᴦS and ᴦL. In practice, the 
factors that have to be seriously considered while the HBS S-parameters as modelled 
are: the unique S-parameter data of each HBS, the huge dynamic ripple pattern of the 
HBS on the passband 0.5GHz to 3.700 GHz, and the reflection coefficient ᴦS and ᴦL (due 
to changing either the RF cables or the connectors). 
 
                       ܽ0 = ቂଵିௌଶଶ୻ಽௌଶଵ −
୻ೄ୻ಽௌଵଶௌଶଵ
ௌଶଵ(ଵିௌଵଵ୻ೄ)ቃ ܽ′0                                         (1)              
 
As discussed in Chapter 5, the S-parameter characterisation of the HBS has shown that 
each of the HBS S-parameter data is unique. Although their patterns are similar, the 
exact line curves are significantly different in terms of 0.3 to a few decibels, depending 
on the frequency. It is, therefore, enough to produce the error if a specific HBS S-
parameter is used for all. It is important to stress that each of the HBS S-parameters 
have to be measured and implemented in its S-parameter model in the correct place. 
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Generally speaking, in the measurement procedure the compensation of the travelling 
waves a and b has been achieved by either the HSB or the step attenuator S-parameter 
model. These measurement procedures prepare the S-parameter by interpolating the 
whole measured S-parameter, including the ᴦS and ᴦL to the desired frequency or, in 
other words, the measured frequency. This interpolation is accurate only if the measured 
S-parameter can present precisely its values along with enough frequency resolution. As 
exhibited in Figure 6.3, the interpolation error exists because of the lack of a measured 
signal resolution. This problem also occurs in the HBS S-parameter model. The HBS S-
parameter was modelled from the S-parameters that were taken from VNA HP8510 in 
the early stages of the demonstration. This provided a frequency resolution of up to 801 
data points, even though it was not enough to represent the extreme dynamics of the 
HBS S-parameter on the frequency bandwidth 0.5GHz to 3.700 GHz. A high 
performance PNA-X was used to overcome this problem, which provided sufficiently 
dense data points. 
 
 
 
 
Although ᴦS and ᴦL of the reflection coefficient are not significantly different when they 
are replaced by new RF cables or connectors, their re-measurement is still necessary 
while the measurement accuracy comparison of the HBS is between 0dB and 10 dB, or 
Error
Real signal 
Measured signal 
f 
Mag 
 fd   
Figure 6.3: Interpolation errors due to the limited frequency grid resolution of the 
measured signal. 
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below 0.01 dB. In fact, the reflection coefficients from both the directional coupler and 
the sampling oscilloscope are definitely unchanged while the HBS was used instead of 
step attenuators. To minimise the errors from the ᴦS and ᴦL, the implementation of the 
HBS into the system should either use 3.5mm type connectors or be designed as 
precision devices with good repeatability.  
 
For the above reasons, the HBS S-parameter models that were used in this 
demonstration were unique. The S-parameter data which were taken from the Agilent 
PNA-X Network Analyser Agilent N5242A (with a frequency span of 0.5 -20 GHz, and 
resolution data point of 160,001) can significant represent the highly dynamic ripple 
pattern of the HBS behaviour on the frequency band of 0.5GHz to 3.7 GHz. In addition, 
these HBS S-parameter models were modelled into the full S-parameter model by using 
the Polynomial data fit function approach (as described in Chapter 3). The procedure 
process is similar when using the step attenuator model.  
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
a1,b1,a2,b2       
(time domain)  
a1, b1, a2, b2 
(Frequency domain) 
Apply HBS s-
parameter model 
Apply Error coefficient Corrected         
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Sampling oscilloscope 
Figure 6.4: A simplified schematic diagram of the measurement software 
configuration for HBS. 
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6.3 System Calibration 
 
The measurement system calibration was followed by the calibration procedure, which 
is explained in [1]. The objective of the calibration requires the researcher to obtain the 
error coefficients that describe the imperfection of the test set resulting from attenuation 
losses, and delay and impedance mismatches, which is a function with frequency. 
Generally, the calibration procedure initially performs the small signal S-parameter with 
the aim of computing the error coefficients of the test set. An additional calibration, 
called an absolute calibration, is then performed. The result of these calibration 
procedures is that the measurement system is able to obtain the absolute power and 
phase of the travelling wave. There are a number of calibration methods that are able to 
provide this function in the measurement software, such as SLOT (Short, Load, Open, 
Thru) and TRM (Thru, Reflect Match). These calibration methods have different trade-
offs, and so choosing which to use is dependent on the requirements of the user. 
 
In this research project the modification of the measurement software does not involve a 
calibration procedure (including error coefficients), the only requirement is the defined 
calibration state of the HBS (or step attenuator) which was defined at the HBS (or step 
attenuator) set at 0dB. This information is particularly important with regard to the 
correction of the travelling waves a and b before they are applied by the error 
coefficient.   
 
In this demonstration system, the calibration procedures are performed using small 
signal S-parameter calibration on TRM- short APC 7mm using the Agilent standard, 
with the frequency grid 2.1GHz to 7.7 GHz at 0.7 GHz step resolution. This frequency 
bandwidth covers the fundamental 2.1 GHz and goes up to the 3rd harmonic. The 
sampling oscilloscope was set on average 1024 and the data point sampling was 1024. 
Calibration at low frequencies used the SOLT with the Agilent 3.5 standard cal kit. For 
the absolute calibration the power setting was 7.4 dBm, the intention was to reach a 
power output of nearly 3 dB at sampling oscilloscope ch2.  
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Figure 6.5: Log chart and Smith chart of S-parameter measurements on a thru
7mm standard verifying the small signal S-parameter calibration of HBS. 
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6.4 Measurement Procedure for utilising the HBS approach 
 
The first part of the demonstration was conducted on a passive device. The linearity 
response of the passive device is the element that is most required in this demonstration 
because it enables the measurement system to be investigated easily at each individual 
frequency of interest, on condition that the HBS is varied. Therefore, a thru 7mm 
Agilent standard that provides a linearity response on the broadband dc-18 GHz and 
which provides good repeatability has been used in the first pass of this demonstration. 
The objective of the first part of the demonstration is to investigate the HBS S-
parameter model correction and its extended measurement system dynamic range. The 
measurement procedure starting from the single tone CW power sweep was performed 
at a fundamental frequency 2.1GHz with powers from -50 dBm to 44 dBm  and 1dB 
step for attenuator values of 0dB, 10dB, and 20 dB. A CW power sweep was also 
performed on the 2nd and 3rd harmonic frequencies. 
 
The second part of the demonstration was conducted on the active device. The objective 
was to investigate the non-linearity response from the active device in comparison with 
the varying HBS, which was set at 0dB, 10dB, and 20dB. A GaN 50W transistor device 
was used, it was biased at 28 Vdc, and the quiescent current was set constant at 1029 
mA, where this bias point of the GaN would provide the non-linear behaviour resulting 
in the comparison of a non-linear region under observation. The measurement procedure 
started from the CW 30 dBm and was applied to the DUT. The voltage and current time 
domain waveforms were then measured in respect to the HBS at 0dB and 10dB. A CW 
power sweep was next performed to investigate non-linear response from the GaN, 
corresponding to HBS 0dB, 10dB, and 20 dB. 
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6.5 Demonstration Results 
 
As acknowledged earlier, the measurement system is modified by implementing a HBS, 
which is located between the directional coupler and the sampling oscilloscope. The 
assumption is that the measurement system was calibrated and was absolutely valid 
when the HBS was set at 0dB. For this reason, the measurement system has treated the 
HBS as being set at 0dB or, in other words, as acting as a fixed attenuator for the 
calibration state. Additionally, the measurement software has also treated the HBS S-
parameter model which is equal to unity because of the equivalence between Sm (i.e. the 
S-parameter model at the measurement state) and Scal (i.e. the S-parameter model at the 
calibration state) at HBS 0dB. Thus, when the calibration is set at HBS 0dB the 
measurement system can assume that it is the same as its traditional configuration and, 
therefore, it behaves like a regular measurement system. Consequently, the discussion of 
the results is going to focus on the comparison between the HBS 0dB and either HBS 
10dB or 20dB. 
 
 
6.5.1 Verification of the Results using a 7mm thru Standard 
 
Figure 6.6 illustrates the CW power sweep results with fundamental 2.1 GHz over 
power -50 dBm to 40 dBm, on the condition HBS 0dB, 10dB, and 20 dB. The power 
sweep results at the HBS calibration state 0dB show the linearity response curve over 
the power -50dBm to 40dBm. The response curve of HBS 10dB fluctuates over the 
HBS 0dB response curve on a power sweep of between -50 dBm to -30 dBm before 
their track line eventually approaches the HBS 0dB curve. Similarly, the response curve 
of HBS 20 dB behaves the same as the HBS 10 dB; however, there is more fluctuation 
along with a bit more power sweep interval (from -50dBm to 20 dBm). This result has 
been shown in Figure 6.7 in terms of a power difference comparison with HBS 0 dB. 
When the HBS is set at 10dB the power difference is in an error boundary of -2dBm to 
2dBm, they then decline to zero. If the error band acceptability is set to be 0.01 dB then 
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the HBS 10dB response curve reaches the acceptable point power sweep input at -30 
dBm. When the HBS is set at 20dB then the response curve reaches the acceptable error 
band at a power sweep input of 18 dBm.   
 
Figure 6.8 and Figure 6.10 similarly depict the CW power sweep results with a 
harmonic frequency of both 4.2 GHz and 6.3 GHz, and Figure 6.9 and Figure 6.11 show 
the power differences between a HBS of 0dB and 10dB of a harmonic of 4.2 GHz and 
6.3 GHz. The CW power sweep has been done up to 20 dBm because the RF power 
sweeper has swept the output power directly even though the DUT without a power 
amplifier can be provided only on the narrow band of 2.1GHz. The results show the 
same behaviour as the fundamental but its fluctuation value of HBS at 10dB and 20dB 
is less than the fundamental. Moreover, the error comparison of HBS at 10dB and 20dB 
is quite similar in contact with the fundamental; the error comparison of the HBS at 
20dB is more than an error comparison of HBS 10dB. When the CW power sweep is 
achieved with a frequency of 4.2 GHz then both error bands of HBS 10dB and 20dB 
reach the error acceptability band of 0.01 at RF power sweep input ~ 38 dBm. When the 
CW power sweep is conducted with a frequency of 6.3 GHz then they also reach the 
error acceptable band 0.01dB at RF power sweep input ~38 dBm.  
 
These results can be used to discuss the causes that come from the characteristics of the 
HBS. Performing HBS at 10 dB and 20 dB has attenuated the amplitude of the 
fundamental frequency to hit the noise floor of the measurement system. In this case, 
the noise floor is defined as the noise of the sampling oscilloscope. The specification [2] 
of the sampling oscilloscope Tektronix CSA8000 shows that it incorporates with 80E02 
sampling module, the maximum input voltage is (Dc+ peak AC) 3.0V, and the random 
noise is displayed typically at 400µVrms. The effective system noise floor was found to 
be about ~ -57.95 dBm in a 50Ω environment. Hence, if performing HBS 10 dB with a 
power sweep input of -50dBm then the power input of the travelling wave at the input 
of the sampling oscilloscope can be measured as -64 dBm (calculating from the power 
input -50 dBm subtracted by -14 dBm of insertion loss of HBS at 10 dB setting). It was 
found that a HBS of 10dB was below the system noise floor of the measurement 
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system. The suitable power input while using the HBS should more than -43dBm and -
33 dBm (the insertion loss of the HBS at 20dB is about 24 dB) to the HBS 10dB and 20 
dB, respectively. 
 
A further significant characteristic of the HBS is that the harmonic frequencies are not 
forced to hit the floor because the HBS is performing the setting 10dB and 20 dB. 
Consequently, these results show that the error of the HBS at 10dB and at 20dB is 
similar. In fact, by observing the response curves of HBS 0dB at harmonic 4.2GHz and 
6.3 GHz it has been shown that the linearity response curve starts from the power input 
-40 dBm. It can consequently be inferred that the actual system noise floor occurs at -40 
dBm. Returning to the result of fundamental, it was found that if the system noise floor 
is replaced by -40 dBm instead of -57 dBm then the re-calculation result of the suitable 
power input for HBS 10 dB and 20 dB shows a good agreement with the error band 
acceptable of HBS 10 dB and 20 dB.    
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output on for the HBS setting 0 dB, 10 dB, and 20 dB. 
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HBS setting 0dB and 20dB.
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Figure 6.9: CW power sweep from -50 to 20 dBm for a  frequency of 4.2 GHz using
the 7mm thru standard. The result shows error comparison in term of ∇ Output 
power between the HBS setting 0dB and 10 dB, and between the HBS setting 0dB 
and 20dB. 
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Figure 6.10: CW power sweep from -50 to 20 dBm for a frequency of 6.3 GHz 
using the 7mm thru standard. The result shows the comparison at the DUT 
output  on for the HBS setting 0dB, 10dB and 20 dB.
Figure 6.11: CW power sweep from -50 to 20 dBm for a frequency of 6.3 GHz
using the 7mm thru standard. The result shows error comparison in term of ∇
Output power between the HBS setting 0dB and 10 dB, and between the HBS
setting 0dB and 20dB. 
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6.5.2 Verification of the Results using a GaN 50W Transistor Device 
 
6.5.2.1 A Comparison of Raw Travelling Wave a2 and b2 
 
Basically, all four travelling waves (a1, b1, a2, b2) at the DUT reference planes are 
measured by a sampling oscilloscope. It is possible to apply classical calibration 
algorithms once the time samples are transformed into frequency domain via a Fast 
Fourier Transform (FFT). Then, an inverse FFT transforms the waveform back to the 
time-domain. Finally, the travelling waves are transformed to desired parameters (such 
as Voltage-current waveforms and performance parameter). 
 
Figures 6.12 and 6.13 shows the travelling waves a2, b2 at the output reference plane of 
DUT transistor GaN device. The measurement system was performed on the single tone 
CW 30dBm with bias condition Vds=28 V and Ids =1029 mA. At this bias condition, 
the GaN generated a non-linear output, which aids observation of the demonstrated 
comparison of a varied HBS setting. The travelling waves a2 and b2 were taken before 
they were applied to the HBS S-parameter model correction and the classical error 
coefficient. They show the actual travelling waveform that has gone through the HBS. 
Since the GaN was mounted in a test fixture that provides a load 50Ω transformer 
matching impedances, the reflection a2 is very small in comparison to travelling wave 
b2. In order to increase the dynamic range of the measurement system the HBS was 
performed from setting 0 dB to 10 dB and, consequently, the travelling waves a2 and b2 
are smaller. By comparing between the HBS settings, the b2 characteristic is found to be 
obviously different in terms of magnitude and distorted waveform shape. The distortion 
of the b2 waveform is greater due to a decrease of the fundamental. On the other hand, 
Figure 6.13 has shown the comparison of b2 in the frequency domain. Point A on this 
graph shows that the fundamental magnitude is 10 dB smaller in contrast with points B 
and C; the second and third harmonic magnitudes are quite similar with 1 dB difference 
167 
 
or less. All investigations of the raw travelling waves have led to the conclusion that the 
HBS behaves as required, it is found to provide the attenuation of the fundamental and, 
in the meantime, it preserves the harmonic content. 
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Figure 6.12: Comparison  of uncorrected travelling waves b2 and a2 in the time 
domain with harmonic bypass structure setting 0dB and 10dB. 
Figure 6.13: Comparison of uncorrected travelling wave b2 in the frequency
domain at the DUT output of a GaN transistor device using the HBS setting 0dB
and 10dB. This figure shows the selected frequency (fundamental) has been
attenuated and the other frequencies (2nd and 3rd harmonics) have been passed
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6.5.2.2 Output Correction Comparison 
 
The repeated measurement output of DUT was performed on twelve samples over the 
HBS 0dB and 10dB. The measurement procedure sequence was switched between HBS 
0dB and 10dB over the twelve cycles. The bias condition remained the same as the 
previous section at Vds=28V Ids=1029 mA. The observation was focused on a 
comparison of the output reference of DUT in voltage-current output, and power output 
and gain.  
 
Figures 6.14 and 6.15 depict the voltage and current waveform output of the GaN. 
These output voltage and current waveforms were transformed from travelling wave a2 
and b2, which had been applied in both the HBS S-parameter models and error 
coefficient. The voltage and current waveforms comparison show that the amplitude and 
phase of waveforms is identical. It was found above that the travelling waves a and b 
contain the harmonic, and this has led to the conclusion that the HBS S-parameter 
model is able to correct the travelling wave on the non-linear measurement. 
 
Figures 6.16 and 6.17 depict the power output and gain comparison, respectively. 
Repeated measurements have shown that the power output is randomly acquired in the 
narrow interval of 38.950dBm to 38.965 dBm at HBS 0dB. By comparing these results 
point by point with HBS at 10 dB, the difference of the power output is found to be less 
than 0.01 dBm, and this is a good agreement with the voltage and current waveform. 
The gain comparison between HBS 0dB and 10dB presents the same result, the error 
between them is found to be less than 0.01 dB.  
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In summary, repeated measurement of an HBS comparison on 0 dB and 10 dB confirms 
that the HBS S-parameter model has a good repeatability. It also confirms that accuracy 
has been met on the demonstration, with power comparison acceptable at 0.01dBm or 
less.  
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Figure 6.14: Measured output voltage of GaN transistor device  
Figure 6.15: Measured output current of GaN transistor device. 
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Figure 6.16: Power output comparison between the HBS settings 0dB and 10 dB when 
measuring a GaN device. 
Figure 6.17: Gain comparison between the HBS settings 0dB and 10 dB when 
measuring the GaN device. 
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6.5.2.2 Power Sweep Measurement 
 
A single tone CW power sweep was performed on the DUT, a GaN transistor device 
with a fundamental frequency of 2.1 GHz in a 50Ω environment. The GaN transistor 
was biased on the condition Vds=28 V and Vgs=1.5377 V. The power sweep range was 
set to be suitable with the measurement system dynamic range with respect to the HBS 
setting. They were -25 dBm to 36dBm 1 dBm/step res. for HBS 0dB, -25 dBm to 42 
dBm 1dBm/step res. for HBS 10dB and 20 dB. To avoid a power amplifier drift affect, 
the power measurements were acquired according to HBS 0dB, 10dB, and 20dB before 
the next increased power sweep was performed. The text fixture incorporates a 
temperature control that keeps the transistor temperature constant throughout the power 
sweep; the temperature was set at 40oC. 
 
Figure 6.18 shows the output power spectrum obtained over the swept input power. The 
graph shows the common response of the characteristics of the GaN transistor device. 
The 1dB compression point was determined giving 34.19 dBm for the input power. The 
fundamental output power increases linearly to the compression point 34.19 dBm. The 
second harmonic power increase was approximately linear to saturating at the power 
input 27.21 dBm. It then decreases to a minimum point in the magnitude of the second 
harmonic at power input 32.22dBm, resulting in a power output of 13.92 dBm. The 
third harmonic power also increases approximate linearity to the saturation point at the 
power input 33.2 dBm. There is a small step appearing in third harmonic power at 
power input ~0 dBm, ~10 dBm, and ~20dBm due to the switching of attenuators of the 
power sweep (i.e. Agilent 83623B). 
 
When comparing the power spectrum according to the HBS setting (as can been seen in 
Figure 6.18) it was found that the fundamental power spectrums are clearly identical. 
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The second harmonic spectrum is in the noise flow at power output -60dBm, until the 
power input reaches -20dBm above which it is starts to increases linearly. The second 
harmonic spectrums are still significantly different in periods of power input -20 dBm to 
-14 dBm, matched with power output -60 dBm to -40 dBm. After the power output 
reaches -40 dBm the spectrum power moves closer together. In the third harmonic, the 
spectrum power at HBS 0dB follows the second harmonic in the output period of -60 
dBm to -40 dBm, after which it separates and increases its own curve. The third 
harmonic spectrums for HBS 10 dB and 20 dB appear to leave the noise floor at the 
power input -15 dBm, after which they increase linearly. This characteristic of the 
power harmonic spectrums shows that, in contrast to step attenuators, a HBS is clearly 
an improvement in preventing the harmonic to the noise floor. The harmonic content 
can emerge from system noise flow while the power output is about -30 dBm.  
 
The maximum power input at the sampling oscilloscope was determined from the 
summation of the coupling factors of the directional coupler (~ 35dB), insertion losses 
of the HBS (~4dB, ~14dB, ~24dB), and the maximum power inputs of electrical 
sampling 80E20 (typically ~3dBm). As a result, the maximum power input for the 
sampling oscilloscope is: 35+4+3=42 dBm for HBS 0dB; 35+14+3=52dBm for HBS 
10dB; and, 35+24+3=62 dBm for HBS 20dB. If the HBS acceptable error band is 
defined at -40dBm then the measurement system has achieved the dynamic range up to 
102 dB by varying the HBS. 
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Figure 6.18: Measured CW power transfer characteristic of a GaN transistor, which is
attached to a 50Ω load. The fundamental frequency is 2.1 GHz with the first 3
harmonics being measured. 
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6.5.2.3 Error Sources in the Measurement System  
 
This section will detail the definition of the error sources that were found while 
demonstrating the measurement system as it implemented the S-parameter model. It 
will also detail the definition of the error sources that were found when the 
measurement system was launched for the first time. The definition of the error sources 
in this section will cover only those error sources that came from the use of the S-
parameter model for an HBS implementation, it will not cover the traditional errors that 
commonly arise in measurement systems (e.g. systematic errors from directional 
imperfections in the couplers, mismatch errors from the adapters and cables, cross-talk, 
coaxial configuration switches losses, and mismatches). These traditional errors can be 
overcome through the use of an appropriate calibration technique. Although some of the 
error sources in this section were discussed in the measurement software configuration 
topic (such as errors arising from the ᴦS and ᴦL), the extended explanations are 
represented in terms of the measurement results errors. 
 
Figure 6.19 illustrates the measurement result on the thru 7 mm standard. This result 
shows an error comparison at the output of DUT that comes from the low resolution of 
the HBS S-parameter. Figure 6.19 (b) shows that the voltage output waveform 
comparisons are absolutely different, the voltage amplitude is increasing while the HBS 
is set to 10 dB and 20 dB and the phase is dramatically shifting away. Meanwhile, 
Figure 6.19 (d) shows agreement in terms of power comparison, the power difference is 
more than 1 dBm. This is a symptom of an S-parameter error, which can come from the 
low resolution of the S-parameter, the implementation of a wrong S-parameter, or it has 
been caused by the unique S-parameter that has been used. If the indication error 
comparison is more than 1 dB then these S-parameter issues will have to be addressed.  
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Figure 6.20 illustrates the measurement result on the thru 7mm standard. This result 
shows the error comparison at the output of DUT which comes from the reflection 
coefficient ᴦL looking into the sampling oscilloscope Ch4, which was composed in the 
S-parameter model. Figure 6.20 illustrates the voltage output waveform comparison and 
shows a small difference in phase shift, while the amplitude is the same at each HBS 
setting. The symptom can be identified from the waveform shape close to its peak. 
Figure 6.20 (d) shows that the power comparison is usually 0.4dB to 0.8dB different. 
Hence, if the measurement systems comparison shows a small phase difference with 
equal amplitude then the reflection coefficient ᴦS and ᴦL will have to be taken into 
account. 
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Figure 6.19: Measurement results using the 7mm thru standard showing the errors
resulting from the low resolution frequency grid of the S-parameters. (a) RF input
voltage on the input plane of DUT by using step attenuator; (b) RF output voltage on
the output plane of DUT by using HBS; (c) Power input comparison at the input
plane of DUT; and, (d) Power output comparison on out plane of DUT. As can be
seen the problem occurs only on the HBS. 
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Figure 6.20: Measurement results using the 7mm thru standard showing the errors
resulting from reflection coefficient ᴦS and ᴦL .  (a) RF input voltage on the input plane
of DUT by using step attenuator; (b) RF output voltage on the output plane of DUT by
using HBS; (c) Power input comparison at the input plane of DUT; and, (d) Power
output comparison on out plane of DUT. As can be seen the problem occurs only on the
HBS. 
180 
 
 
Figure 6.21 depicts the measurement results of the GaN due to the error from the 
distortion of travelling waves a2 and b2. Figure 6.21 (a) shows what happens when the 
HBS was changed to  10 dB or 20 dB. It can be seen from this that the travelling wave 
b2 reduced in magnitude as the waveform was changed. The distortion of travelling 
wave b2 is identified at points A and B on the graph, this distortion happens because the 
decrease of the fundamental amplitude is not proportional with the harmonic. At point 
A on Figure 6.21 (b) the fundamental can be seen to be close to the second harmonic, 
while Figure 6.21 (a) shows where the waveforms have dramatically changed. Figure 
6.21 (c) shows the correction voltage waveforms at the output of DUT, the key point 
here is that the amplitude is greater at HBS 20dB and there is a small shift in phase. 
When comparing the power output it was found that the power diverted from the HBS 
0dB and 10dB in terms of 0.8 dB. To avoid correction errors, it is recommended that the 
fundamental first be determined, after which the appropriate HBS setting should be 
selected. It is further recommended that the fundamental not be attenuated below its 
harmonic content. 
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Figure 6.21 Measurement results when using a GaN device due to the errors generated from the 
distortion of the travelling waves a2 or b2: (a) travelling wave a2 and b2 comparison on GaN 
using HBS; (b) travelling wave b2 comparison on GaN using HBS; (c) output voltage comparison 
on HBS; and, (d) Power output comparison on out plane of DUT.
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6.6 Conclusion  
 
This implementation of an HBS instead of a step attenuator in order to demonstrate the 
extension of the dynamic range of a high power RF measurement system has shown that 
it can easily be used to overcome the problematic issue of harmonic distortion. 
However, the difficult high dynamic issue of the HBS S-parameter in the frequency 
bandwidth 0.5GHz to 3.700 GHz has to be taken into account in order to use the HBS 
S-parameter model because it can lead to measurement errors. Therefore, a high 
performance VNA should be used to characterise the HBS S-parameter. Following these 
qualifications, the demonstration of the measurement system on the transistor device 
GaN was successfully completed. The comparison of the voltage and current waveform 
at the output are found to be identical and the power error comparison is less than 0.01 
dB. A single tone CW power sweep was performed with a fundamental frequency of 2.1 
GHz; subsequently, the power spectrum comparison has also confirmed a positive 
result. The second and third harmonic power spectrum comparison has shown good 
results. The power sweep spectrum of the second and third harmonic exploits the level 
of the system noise floor. It confirms that the HBS does not suspend the harmonic 
contents. If defining the error acceptable band comparison of 0.01dB at -40dB, then the 
extended dynamic range of measurement system can be reached to 42dBm, 52dBm and 
62 dBm for HBS 0 dB, 10 dB and 20 dB. Finally, the dynamic range of the 
measurement system has been achieved that reaches 102 dB when considering the 
fundamental frequency alone and extend to 120 dB when taking the harmonic content 
into account. 
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Chapter 7: An Investigation of Harmonic Range Using HBS 
 
7.1 Introduction 
 
Information about harmonic content is crucial for the characterisation of non-linear 
devices (e.g. in PA design). Hence, the development of a large signal non-linear 
waveform measurement system is of interest to both the researcher and the design 
engineer of non-linear devices. However, the signal conditioning part, which is 
connected between the test set and receiver in the configuration of large signal non-
linear waveform measurement, is difficult to develop because of the distortion of small 
harmonic signals. This issue arises from the signal conditioning part, which consists of 
fixed attenuators. 
 
Chapters 4 to 6 have shown the implementation of a step attenuator and HBS, which has 
improved the dynamic range of the RF measurement system. Although the 
implementation of a step attenuator in the measurement system can possibly distort the 
integrity of the harmonic content, the use of a HBS can overcome these issues (as 
described in Chapter 5). In short, the incident and reflected measured waves that are 
obtained by the directional coupler are put into the HBS before being detected by the 
receiver (i.e. the sampling oscilloscope). The HBS selects the fundamental frequency 
for attenuation and passes the harmonic frequencies through the structure itself. In 
contrast to a step attenuator, the harmonic frequencies can be easily suppressed into the 
noise floor of receivers with a HBS, while the high attenuation of step attenuators is 
present in the signal path between the directional coupler and the receivers.  
 
This chapter describes how a HBS is implemented in the RF measurement system at the 
input measurement plane. The aim here is to demonstrate the improvement that a HBS 
provides because it is able to pass through the harmonic content without introducing 
distortion while extending the dynamic range. The demonstration will show that the 2nd 
source harmonic impedance can be controlled anywhere on the smith chart  
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independently of HBS attenuation settings at  0 dB and 10 dB states.  
7.2 Measurement System Configuration 
7.2.1 System Configuration 
 
 
Figure 7.1: A simplified schematic diagram of RF measurement system. 
The configuration of the high power RF measurement system, which is shown in Figure 
7.1, is similar to the measurement system that was described in Chapter 6. There are, 
however, a few significant differences in the signal excitation sources, the adjustable 
output load, and the location of the HBS. The second harmonic signal source is 
combined with the fundamental signal source by triplexers, which provide the combined 
signal for exciting the DUT. The crucial parts of the demonstration have focused on the 
HBS that takes place between the direction coupler and the sampling oscilloscope, 
which deals with the measured incident and reflected travelling wave from the DUT at 
the input of the measurement plane. Meanwhile, there are two step attenuators which 
have been installed on the output measurement plane that act on the incident and 
reflected travelling wave from the output measurement plane. The other setting parts of 
the measurement system are:  
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1.  RF Sweeper - An Agilent 83623B sweeper providing a frequency range from 
10MHz to 20GHz (maximum output 20dBm).This sweeper is used as an CW source 
for this measurement system; 
2.  RF Signals Generator - An Agilent N5182A MXG vector signal generator 
provides a frequency range from 100 kHz to 6 GHz, a resolution of 0.01Hz, and a 
phase offset 0.1o increment. This signal generator is used to generate the second 
harmonic source at 4.2 GHz. 
3.  Narrow Band Power Amplifier - The operating band of this narrow band power 
amplifier is 2.110 to 2.170 GHz, providing a gain of up to 40 dB (maximum output 
power 51dBm). This amplifier is used to amplify the signal power from the RF 
sweeper;  
4.  Triplexers - This provides a frequency range at port 1 of 2.1 to 2.2 GHz, at port2 
of 4.2 to 4.2 GHz, and at port 3 of 6.3 to 6.6 GHz. In this measurement setup, port 3 
was terminated by 50 Ω. 
5.  Directional Coupler - This is a four port directional coupler that is able to 
capture the incident and reflected signal separately, providing a coupling factor of 
35dB with broadband frequency; 
6.  DUT - This is an extensive transistor device GaN Gee model CGH 40025, 
providing a maximum average output of power at 3dB, a gain compression 
(typically of 25W), and which is optimised for broadband operation from dc -4.0 
GHz. The GaN transistor is mounted in a test fixture and it is cooled by a fan; 
7. Sampling Oscilloscope - Tektronix CSA8000 with 80E02 sampling module; 
8. Bias Tee - These are made up of two 90o hybrids joined together in a back to 
back configuration, they provide the external DC power supply to the DUT; and, 
9. Mechanical tuner load. 
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Figure 7.2: Measurement system utilised for the investigation of the resulting harmonic 
dynamic range when using HBS. 
 
 
7.2.2 Measurement Software Configuration 
 
The software configuration is the same as that which is detailed in Chapter 6. The 
equation for compensation of incident and reflection measured waveforms are identical, 
as re-stated below in Equation (1), while the correction procedure is re-stated below in 
Figure 7.3. 
 
               ܽ0 = ቂଵିௌଶଶ୻ಽௌଶଵ −
୻ೄ୻ಽௌଵଶௌଶଵ
ௌଶଵ(ଵିௌଵଵ୻ೄ)ቃ ܽ′0                                              (1) 
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Figure 7.3: A simplified schematic diagram of the measurement software configuration 
for the HBS. 
 
An Agilent PNA-X Network Analyser N5242A (with a frequency span of 0.5 -20 GHz 
and a resolution data point of 160,001) was found in this demonstration to cope much 
better with the highly dynamic ripple pattern of the HBS behaviour on the frequency 
band of 0.5-3.7 GHz. It is possible to move the ripple pattern of the HBS apart from 
fundamental frequency by changing the length of a link bypass cable, which changes the 
phases of the harmonic bypass waveform. Therefore, the ripple of the fundamental 
frequency has been decreased by the combined signal waveforms at the output of the 
HBS. In addition, these HBS S-Parameter models were modelled into the full S-
Parameter model by using the Polynomial data fit function approach (as described in 
Chapter 3); the procedure process is similar when using the step attenuator model.  
 
 
 
a1,b1,a2,b2       
(time domain)  
a1, b1, a2, b2 
(Frequency domain) 
Apply HBS s-
parameter model 
Apply Error coefficient Corrected         
a1,b1  a2,b2       
(time domain) 
Transform s to V,I 
,efficiency performance 
parameters etc. 
FFT
iFFT
ܽ, ܾ = ൤1 − ܵ22Γ௅ܵ21 −
ΓௌΓ௅ܵ12ܵ21
ܵ21(1 − ܵ11Γௌ)൨ ܽ
ᇱ, ܾ′ 
Sampling oscilloscope 
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Figure 7.4 Implementation of HBS S-parameters into the measurement software by 
PNA-X Network analyser. 
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7.3 System Calibration 
 
A full calibration was conducted on this measurement system, which includes the small 
signal S-parameter calibration, and power meter and phase calibration. The calibration 
procedure followed the same calibrations that were used in Chapter 6. The calibration of 
this measurement system was conducted at the HBS and step attenuators setting state 
0dB. 
 
 
In this demonstration system the calibration procedures are performed using small 
signal S-Parameter calibration on TRM- short 3.5 mm using the Maury standard, with a 
frequency grid of 2.1-11.9 GHz at 0.7 GHz step resolution. This frequency bandwidth 
covers the fundamental 2.1 GHz and goes up to the 5th harmonic. The sampling 
oscilloscope is set on average 1024 and the data point sampling is 1024. Calibration at 
low frequencies uses the SOLT with the Agilent 3.5 standard calibration kit. For 
absolute calibration the power setting was 7.0 dBm, the intention was to reach a power 
output of nearly 3 dB at sampling oscilloscope ch2.  
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Figure 7.5: Log chart and Smith chart of S-parameter measurements on a thru 3.5mm 
standard verifying the small signal S-Parameter calibration for HBS. 
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7.4 Measurement Procedure demonstrating the harmonic range when 
using the HBS 
 
The basic verification of the calibration is done on the thru standard once the calibration 
has been completed. The verification procedure that is used is similar to that used in 
Chapter 6. The measured waveforms are compared between a HBS 0dB calibration state 
and HBS 10dB and they show good results. The thru verifications have also been done 
with each frequency (i.e. fundamental 2.1 GHz, 2nd and 3rd harmonic frequencies). 
 
A GaN Gee model CGH 40025 (25 W) is placed as a DUT in this demonstration. The 
GaN device biased the DC power through bias tees; the bias point was set at Vg=-3.10 
V, Vds=28V, and Ids=203 mA. 
 
The fundamental frequency CW source signal excitation applies to DUT at 2.1 GHz, 
where the power output setting is at 32 dBm. The mechanical manual tuning of the 
output impedance was proceeded to reach the maximum possible output.  
 
In order to move the 2nd harmonic source impedances, the second signal source of 
4.2GHz is varied according to the sequential choice of 2nd input signal magnitude (i.e. at 
-20, -10, -5, 0, 1, 2, 3 and 7dBm). This increase of 2nd signal magnitudes allows the 2nd 
impedance loci to be expanded from the centre of the Smith chart. In the same manner, 
the varying phase was performed between 180o to -180o at a resolution of 10o/step. The 
result was that the 2nd input harmonic impedance was circulated around the Smith chart 
while the amplitude is maintained at a constant level. 
 
The experiment was conducted on the compared loci of the 2nd input impedances, while 
the HBS setting was present between HBS 0dB and HBS 10dB. To perform this task, 
the Gee GaN was biased and CW signal was applied on the conditions that are 
described above. After confirming the maximum possible output power, the 2nd signal 
was injected into the DUT though the triplexers. The procedure started with injecting 
the 2nd signal with the power level set at -20dBm. The varying phase of the 2nd signal 
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was then performed at a resolution grid of 10o/step. The HBS was switched between 
0dB and 10dB by the measurement software at each state of the changing phase. Both 
input and output signal from the DUT was instantaneously taken into the measurement 
software. The process was repeatedly performed by increasing the power of the injected 
2nd signal until it reached the required power setting at 7dBm. The results of these 
experiments will be discussed in the next section.  
 
 
7.5 Demonstration Results 
 
In order to show an improvement of the harmonic dynamic range, the results of the 
demonstration from Chapters 4 and 6 have been plotted on the same graph (as shown 
below in Figure 7.6). Although the two demonstration environments are unlikely to be 
identical due to the measurement configuration, the result clearly shows an 
improvement of the harmonic dynamic range. By using a HBS approach; the harmonic 
can be detected above -60dBm. This is in contrast to the step attenuator approach, which 
shows a curve until the power output level reaches -40 dBm. This result demonstrates 
that the HBS approach does not suppress the harmonic content as much as the step 
attenuator approach does. 
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To investigate this point further, the HBS was installed in the input side of measurement 
plane. The aim of this is to investigate the effect on harmonic content easily by applying 
a controlled 2nd harmonic generator as the input excitation source. 
Figure 7.6: GaN power sweep comparisons between Step attenuator approach and HBS 
approach (including the results from Chapters 4 and 6). 
 
Figures 7.7 and 7.8 illustrate the results of a comparison of the loci of 2nd input source 
impedance between HBS 0dB state and HBS 10dB when this measurement procedure is 
followed. The harmonic content can be explored through the loci of harmonic 
impedance. This experiment was focused on 2nd impedances that can be used to 
indirectly investigate the magnitude and phase of the harmonic content.  
 
The results in Figure 7.7 below show the implementation of a loci circle of 2nd harmonic 
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impedances according to its magnitude and phase. The inside circle is the impedance 
locus circle of the -20dBm 2nd harmonic signal input. The other circle is the expanding 
relation to its magnitude at -10, -5, 0, 1, 2, and 3dBm. At the same magnitude, the locus 
became a track circle by varying the phase of the 2nd harmonic input signal. When doing 
the investigation, the comparison of impedance due to HBS state between 0dB and 
10dB clearly shows the same loci on the Smith chart. This is caused by the HBS, which 
can properly pass harmonic content through its structure.  
 
These results can be explained by using the characteristic curves of the HBS’s S-
parameter model. This shows that its S21 or S12 are identical in frequency beyond the 
cut-off frequency of the LPF. Therefore, it can be predicted that the 2nd harmonic 
impedances are not influenced by the HBS state. Therefore, these impedances do track 
an identical locus on the Smith chart. This demonstrates that the HBS does not suppress 
the harmonic content and this links it to the improvement of the dynamic range of 
harmonic while the HBS is in a varying state.  
 
In conclusion, the results of this experiment show that the HBS approach can improve 
the harmonic range. The 2nd harmonic impedance locus has been found to follow the 
same track between the setting of HBS 0 dB and 10 dB, which is a good result.   
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Figure 7.7: A comparison of loci of 2nd input source impedance between HBS 0dB state 
and HBS 10dB. 
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Figure 7.8: A comparison of loci of 2nd input source impedance between HBS 0dB state 
and HBS 10dB; including the interpolation errors within the HBS’s S-parameter model 
(it is important to note that the error is increasing if the measured frequency is in the cut 
off  frequency of LPF). 
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Figure 7.9: A CW power sweep on GaN CGN 40025 at fundamental 2.1 GHz bias with 
a point Vg -3.10 V, Vds 28V (the power sweep was performed to validate that the 
configuration measurement system on GaN CGN 40025 was working properly).  
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7.6 Conclusions 
 
This chapter has described the results of an investigation of harmonic range using HBS. 
The investigation was conducted in the measurement of a GaN device. The 
measurement system was arranged with HBS at the input side of the DUT reference 
plane, which involved the forward and reflected signal from the DUT. The 2nd harmonic 
source was combined with the CW fundamental frequency source, which allows the 
measurement systems to investigate the input 2nd harmonic impedances on an Smith 
chart. Consequently, the 2nd harmonic impedance loci were compared between the HBS 
state at 0 dB and 10 dB. This comparison aimed to show the improvement of dynamic 
range of a harmonic frequency (i.e. the HBS should not suppress the harmonic range 
according to the variance of the HBS state). The results showed that the HBS approach 
has achieved the expected improvement.   
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Chapter 8 - Conclusions and Suggestions for Further Work 
 
8.1 Conclusion 
 
The motivation of this thesis was to develop a high power RF measurement system. For 
many years the Centre of High Frequency Engineering, Cardiff University has been 
developing high power RF measurement systems, which are essential in the 
characterisation of a DUT in real and large signal excitation environments. Although 
many RF applications have been designed and they have had a number of advantages, 
conveniences, and reliabilities, there are still many challenging issues that need to be 
addressed in this field (e.g. the extension of dynamic range). 
 
This research project has been able to make two contributions to our understanding of 
high power RF measurement systems. Firstly, the implementation of a step attenuator 
incorporated with its S-parameter model in the measurement system is able to extend 
the dynamic range. Secondly, the improvement of the step attenuator approach by using 
an HBS is able to extend the dynamic range of the measurement systems without 
introducing distortion of measured harmonic content.  
 
To achieve these tasks, the existing RF measurement system software has to modify 
some script procedures in order to allow the system to control the step attenuator and/or 
HBS. This modification required the correction of the measured incident and reflected 
waveforms of the DUT, which was followed by applying the error coefficient of the 
measurement system. The measurement results were then processed for display.  
 
The correction of measured waveform has been achieved by applying the step 
attenuator’s (or HBS’s) S-parameter model to compensate the raw measured incident or 
reflected waves. These S-parameter models were derived from full, two port, small 
signal S-parameters. This includes the influence of the impedance mismatch that 
appeared in terms of reflection coefficients. These reflection coefficients can be 
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obtained from either a directional coupler and receiver or a sampling oscilloscope.  The 
reduced form of the S-parameter model can be measured by ignoring the impedance 
mismatch assumption. Consequently, in this study, the S-parameter model has no 
reflection coefficient and the final model is in terms of S21 alone. This is a simple form 
and it is easy to implement, although it has less accurate. Consequently, the choice of 
model has to carefully consider on applications. 
 
In order to implement the S-parameter model, the full two ports S-parameter data of 
either step attenuator or HBS have to be imported into the measurement system 
software, where these data are produced in a useful electronic format. This has been 
done with statistical data processing, such as polynomial function fit. Consequently, the 
measurement software would provide the available frequencies grid, amplitude and 
phase of the S-parameters data. It is essential to access the setting state data of either the 
step attenuator or the HBS when forming an S-parameter model. The reflection 
coefficient of both directional couplers and receiver sampling oscilloscope has been 
similarly managed.  
 
The accuracy of the new implementation measurement system is influenced by the 
accuracy of the high-resolution data point of the S-parameter model. To reach 
acceptance accuracy, either a high efficiency VNA or PNA was used to determine the S-
parameters. Although the step attenuator’s model can be modelled by using a VNA 
HP8510 at 801points, the HBS’s S-parameters model needs more dense data points to 
cope with its characteristic ripple curves, especially at the fundamental frequency.     
 
The high precision and high repeatability approach of the step attenuator to extend 
dynamic range of high power RF measurement systems has been demonstrated in this 
study. It has achieved a good success on the measurement of the GaN transistor device. 
In order to use the step attenuator S-parameter model, the S-parameter characterisation 
of the step attenuators was performed. Consequently, the step attenuator characteristics 
are included as a data sheet.  The validation of step attenuation’s repeatability has been 
achieved for magnitude 0.03 dB and for phase 0.2 degree over the interested frequency 
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band 45 MHz to 12 GHz. 
 
Four step attenuators were implemented in the measurement system. They take place 
between the direction couplers and sampling oscilloscope. The step attenuator S-
parameter model was imported into the measurement software. The measurement 
system was then calibrated with the step attenuator state at 0dB. The first validation of 
the measurement system was performed with a 7mm thru standard, which became a 
DUT. By performing the CW power sweep at frequency 2.1 GHz, 4.2 GHz and 6.3 
GHz, it was possible to compare the output power spectrum of the DUT at each step 
attenuator state. Consequently, the corrected output power spectrum for step attenuator 
value 10 and 20 dB has been successfully achieved. However, this compensation for 
step attenuator is invalid in case the attenuation is sufficiently large to push the 
travelling waves a or b, which are detected at the receivers, into the system’s noise floor. 
 
Additionally, the second validation of the measurement system was performed with a 
GaN transistor device, which was utilised as an nonlinear DUT. The demonstration of 
the measurement system on the transistor device GaN was successful. The comparison 
of the voltage and current waveform at the output of DUT are obviously identical. In 
addition, it shows that the power error comparison is an average of 0.02 dB. It was 
further demonstrated that the single tone CW power sweep was performed with 
fundamental frequency 2.1 GHz. Consequently, the power spectrum comparison has 
also confirmed a positive result. The second and third harmonic power spectrum 
comparison has also shown the good results. The power sweep spectrum of second and 
third harmonic exploits the level of the system noise floor. It shows a limitation of the 
step attenuator when being used at the high attenuation state since it causes a distortion 
of harmonic contents. It is critical to determine the power harmonic level before 
deciding a suitable step attenuator state; otherwise, they could suspend harmonic 
information and introduce the error correction via the step attenuator S-parameter 
model. If the error acceptable band comparison is defined at 0.01dB and -40dB then the 
extended maximum power level of the measurement system at the fundamental 
frequency can be increased to 38 dBm, 48 dBm, and 58dBm for step attenuator state of  
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0dB, 10dB, and 20dB, respectively. The whole dynamic range of measurement system 
can reach value up to 98 dB. 
 
Furthermore, the HBS was implemented to improve the harmonic dynamic range that 
was suppressed by the step attenuator. The solution was found in designing a new 
structure that is able to bypass the harmonic from the step attenuator. This has been 
achieved by using filters and 90o hybrids. Two 90o hybrids were connected together in a 
back-back configuration. This configuration allows a diversion of the harmonic signal 
through an isolation port without passing a step attenuator. The third functionality of the 
90o hybrid is the recombination of the harmonic signal and an attenuated fundamental. 
An attenuated fundamental comes from the step attenuation, where it is connected 
between the second and third 90o hybrid.  
 
The demonstration of a HBS in the measurement system has been done on the 
measurement of a transistor GaN, the results of this demonstration show good success. 
The work of the HBS demonstration followed a similar step attenuator approach. 
Meanwhile, the HBS S-parameter characterisation has been achieved. The functionality 
of the HBS has been verified on an ADS simulation. A harmonic balance simulation 
confirms that: the signal input can be divided into two frequency bandwidths; the HBS 
can avoid harmonic distortion while the fundamental spectrum has been attenuated 
successfully by the step attenuator. An S-parameter simulation shows the S-parameter 
data of the HBS, which helps to understand the behaviour of the HBS. The drawback of 
an HBS has been found to be its limitation of blocking the fundamental in between the 
isolation port 4 of hybrids H1 and H3, which are linked together only for harmonics. 
Although a solution has found by inserting a HPF to stop the frequency band below the 
harmonic, the solution is not implemented in this study because the existing HBS are 
still suitable in the current measurement system. The HBS S-parameter data has shown 
good agreement between simulated S-parameter data and the measured S-parameter 
data. The measured S-parameter data of HBS will proceed in the form of the S-
parameter model and the data are stored in the IGOR binary format. 
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The implementation of an HBS instead of step attenuator in the demonstration of the 
extension of the dynamic range of a high power RF measurement system has clearly 
shown that it has overcome the distortion of harmonic issue. In order to use the HBS S-
parameter model, the high dynamic problem issue of HBS S-parameter in frequency 
bandwidth 0.5-3.700 GHz has to be taken into account because it clearly leads to a 
measurement error. Therefore, the high performance of a VNA should be used to 
characterise the HBS S-parameter. Additionally, the demonstration of the measurement 
system on the transistor device GaN was successful. The comparison of the voltage and 
current waveform at the output are obviously identical. It also shows that the power 
error comparison is less than 0.01 dB. It further demonstrated that the single tone CW 
power sweep was performed with fundamental frequency of 2.1 GHz. Consequently, the 
power spectrum comparison has also confirmed a positive result. The second and third 
harmonic power spectrum comparison has shown good results. The power sweep 
spectrum of the second and third harmonic exploits the level of the system noise floor, 
and the results indicate that the HBS does not suppress the harmonic contents. If the 
error acceptable band comparison is defined as 0.01dB, then the extended maximum 
save power level of the  measurement system reaches 42 dBm, 52 dBm and 62 dBm for 
HBS 0 dB, 10 dB and 20 dB, respectively. The whole dynamic range of the 
measurement system can achieve up to 102 dB when considering the fundamental 
frequency alone and extend to 120 dB when taking the harmonic content into account. 
 
 
8.2 Suggestions for Further Work 
  
8.2.1 A Fully Automated Independent Step Attenuator Control Switch 
 
At present, the IGOR script procedure of the measurement system software defaults to 
independent setting control switch circuits of the step attenuator on the input side and 
output side, it does not provide for the individual control of the step attenuator. This 
210 
 
control method has a disadvantage while it is dealing with different amplitudes of 
measured signal. In fact, the incident and reflected waveforms exits from DUT are quite 
different in terms of amplitude, which depends on the mismatch load condition or on the 
setting environment (e.g. source pull or load pull operation). Basically, the reflected 
waveforms are smaller than the incident waveforms. In practice, the measurement 
system could give the individual receiver dynamic range for the incident and reflected 
signal by taking advantage of the HBS approach. To take advantage of this, the 
controlling circuit should respond correctly according to the amplitude of the 
waveforms.  
 
It is possible to design an external detected electronic circuit that can determine the 
amplitude of the incident and reflected signal from the DUT. The detected electronic 
circuit should be placed between the directional coupler and the HBS, where it can 
capture the incident or reflected signal before reaching the HBS. The detected circuit 
should then send the detected information to measurement software for processing. 
Consequently, the command signal will be sent to the step attenuators, which consist of 
the HBS, for switching. This procedure will provide an individual control HBS that will 
cope with the incident and reflected waveform more accurately and more realisably.   
 
Figure 8.1: Suggestion for an independent control switch for an HBS in an RF 
measurement system. 
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8.2.2   New Improvements for a HBS  
 
The simulation of an HBS in Chapter 5 shows that the attenuation controllable band can 
reach the only 30 dB in the design of an HBS with step attenuator HP 33321, although 
in practice this step attenuator model provided attenuation up to 70dB. An investigation 
of the simulation results shows that this is caused from the leakage of the signal from 
the fundamental band while the step attenuator presents an attenuation of more than 30 
dB. The leakage signal can then pass through the bypass path of HBS. As a result, the 
combination of leakage signal and output signal leads to an uncontrollable band of 
fundamental frequency below 30dB. The simulation suggests that this issue can 
overcome by using blocked leakage signal devices (e.g. a high pass filter or a band pass 
filter). This can provide the block signal at the desired frequency and it can also bypass 
the high frequency.  
 
To prove this assumption in a practical task, it is advised that further research should 
implement the HF into the HBS. The new structure has been then characterised and its 
S-parameter model built by using a VNA or PNA. The simulation indicates that the 
practical S-parameter could provide more attenuation in a controllable band below 30 
dB. For example, it could reach 70dB by using the step attenuator model HP 33321. The 
S-parameter characteristic curve could be smoother than older HBS’s S-parameter. In 
particular, it could reduce the ripple of the S-parameters model in fundamental band due 
to the blocking of leakage signals.  
 
If the new HBS is implemented in the measurement system, then the demonstration will 
show the ability of the measurement system in terms of gaining more control dynamic 
range, accuracy, and realisation.  
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Figure 8.2: A suggested improvement of the HBS by adding an HPF in to the structure. 
 
 
8.2.3 Further Implementation of the HBS Approach in a Multi-tone 
Measurement System 
 
The implementation of an HBS in this present study has only focused on a high power 
CW measurement system. It is recommended that further work should be done on the 
implementation of an HBS in a multi-tone RF measurement system. Figure 8.3 
illustrates a possible configuration of this set up, where the HBS is located in between 
the directional couplers and the duplex RF-IF devices. The other configurations are 
followed as is usual in a multi-tone setup.  
 
Additional work needs to be done on modification of the script procedure software for a 
multi-tone measurement system. These modifications would allow the measurement 
software to access the HBS’s S-parameter model for correction of the measured incident 
and reflected waveforms, as it does in single tone CW measurement systems.  
 
If this suggested measurement system were implemented, then the intensive observation 
should focus on the integrity of multi-tone waveforms that are exiting from the HBS. 
This observation would determine the opportunity to correct the measured incident and 
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reflected waveforms by using the HBS’s S-parameter model.  
 
 
 
Figure 8.3: A suggested implementation of an HBS in a multi-tone RF measurement 
system. 
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Appendix A: Modified Measurement Software Control 
 
The ConVarAtten.ipf is an IGOR procedure file which contains script functions 
source code. It has been embed in main RF measurement software which enhances 
the software capabilities. It provides three main functions, they are: 
(1) Switching step attenuators and/or HBS; 
(2) Preparing Step attenuator’s and/or HBS’s S-parameter model suitable for 
setting state; and, 
(3) Appling the S-parameter model to raw travelling waves.   
 
 
 
           Figure A.1:Main step attenuator control panel. 
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Figure A.2: Control panel for characterization of both step attenuator and HBS by 
using a VNA HP8510 
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Table A.1: Function name in ConAtten.ipf procedure file. 
 
Function name Description  
 Cstepsinit() - set global variable 
- load S-parameter 
- Switch attenuator to default state. 
 
Csteps(ctrlName):ButtonControl 
 
Main control button function 
AUTO_StepAtten(ctrlName) : 
ButtonControl  
 
It uses to control automatically the 
step attenuators. 
VarStepPatCon(ctrlName):ButtonControl It uses to set the step attenuator state 
partern. 
ReadVarStepStatus() Read the step attenuator states. 
SetStepAtten() Set the step attenuator state. It’s used 
with TestSWstepAtten() function. 
PatternSwitch(PatNo) Read out the pattern switch of step 
attenuator for display 
enablePatternNO(PatNo) Enable step attenuator state partern. 
VarStepUpdatedisplay() Update the step attenuator state 
variables. 
VarStepdefault() Set default of the step attenuator 
state 
Mcontrol_stepAtten() Centre control of step attenuator state
control_StepAtten(V_dB,AttenNO) Switch the step attenuator state  
- Send command to GPIB 
openAtten(AttenNo) Switch the step attenuator state to 
0dB 
CstepDisplayUpdate(V_dB,AttenNO) -update the variable 
CstepDisplayReset(AttenNO) Reset the variable and display on 
control panel 
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Function name Description  
TestSWstepAtten() Test switching the step attenuator 
HotswitchAtten() Automatic control the step attenuator 
according to RF power input 
SetVarPowAtten(ctrlName,varNum,varStr,
varName) : SetVariableControl 
Set the RF power input level 
corresponding to step attenuator 
state. 
CorrectDataAtten(Ch) Correct the travelling wave a0, b0,a3 
and b3 using the simple S-parameter 
model 
CorrectStepAtten( freq_Attenlist_tem , 
Step_status, StepNo) 
Interpolate the S21 for 
correctionDataAtten(ch) 
CorrectS21Cal( freq_Attenlist_tem , 
Step_status,StepNo) 
Prepare the S21 data at calibration 
state. This function is designed for 
Measurement software version. 
CorrectDataAttenFull_S_OSC(Ch,counter) Correct the travelling wave a0, b0,a3 
and b3 using the full S-parameter 
model. This function is designed for 
the calibration software version. 
CorrectDataAttenFull_S_Meas(Ch_port) Correct the travelling wave a0, b0,a3 
and b3 using the full S-parameter 
model. This function is designed for 
the Measurement software version 
CorrectS21Cal_OSC( freq_Attenlist_tem , 
Step_status,StepNo,Counter, 
HarmonicAtten) 
Prepare the S21 data at calibration 
state. This function is designed for 
calibration software version. 
CorrectFull_S_Cal_OSC( 
freq_Attenlist_tem , 
Step_status,StepNo,Counter, 
HarmonicAtten) 
Compute the full s-parameter model 
at defined step attenuator calibration 
state. This function is designed for 
Calibration software version 
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Function name Description  
CorrectFull_S_Cal_Meas( 
freq_Attenlist_tem , Step_status,StepNo) 
Compute the full s-parameter model 
at defined step attenuator calibration 
state. This function is designed for 
Measurement software version 
CorrectStepAtten_OSC( 
freq_Attenlist_tem , Step_status, 
StepNo,Counter, HarmonicAtten) 
Compute the full s-parameter model 
at defined step attenuator 
measurement state. This function is 
designed for Calibration software 
version. 
CorrectStepAttenFull_S_Meas( 
freq_Attenlist_tem , Step_status, StepNo) 
Compute the full s-parameter model 
at defined step attenuator 
measurement state. This function is 
designed for Measurement software 
version 
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Appendix B Hardware and devices data sheets 
 
B.1 NPTB00050 data sheet Gallium Nitride 28V 
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B.2 CREE CGH40025 RF Power GaN HEMT 
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B.3 Step Attenuator Data Sheet 
 
234 
 
 
 
 235 
 
 
 
236 
 
 
 
 237 
 
 
 
238 
 
 
 
 239 
 
 
240 
 
B.4 Hybrid coupler 
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Appendix C Experiment Reports 
Appendix C.1 .  1st technical report of Increasing the dynamic range in 
High power RF measurement system by using step attenuator 
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Appendix C.2  2nd technical report of Increase the dynamic range in High 
power RF measurement system by using step attenuators 
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